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Figure 1. Images of the perioperative opacifications in cases 1 (A), 2 (B), and 3 (C). In 
addition, the postoperative transparency of the intraocular lenses 1 day after the ope-
ration can be seen for cases 1 (D), 2 (E), and 3 (F). 
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Acute opacification of hydrophobic acrylic 
intraocular lens during implantation: 
result of temperature variation

Opacificação aguda de lente intraocular acrílica 
hidrofóbica durante a implantação: resultado da 
variação de temperatura

To the editor:
Implantation of acrylic foldable intraocular lenses (IOLs) seems 

to be a safe and effective method for microincision cataract surgery. 
Although it is effective, this method can result in some complications 
or unexpected events during implantation and follow-up. Delayed 
opacification of IOLs is known as pseudocataract(1,2), and intraoperati-
ve clouding of acrylic hydrophilic IOLs has been reported(3). However, 
to the best of our knowledge, acute opacification during the implan-
tation of hydrophobic IOLs due to temperature change has not yet 
been reported. Herein, we present three cases of intraoperative acute 
opacification of hydrophobic IOLs due to temperature change.

Case 1: A 70-year-old man presented with chronic visual impair-
ment in his right eye. Visual acuities were 1/10 and 10/10 for the right 
and left eyes, respectively. Biomicroscopy revealed a nuclear cataract 
on the right side. Uneventful phacoemulsification was carried out, 
and a posterior chamber acrylic hydrophobic foldable IOL (Acriva 
UD613, VSY, Istanbul, Turkey) was implanted. The IOL opacified with a 
whitish aspect immediately after its implantation in the capsular bag 
(Figure 1 A). However, the IOL was not changed, and the opacification 
disappeared by the following day (Figure 1 D).

Case 2: A 45-year-old woman was admitted with acute visual 
im pairment of her left eye due to a blunt trauma. Visual acuity was 
consistent with hand motion for the left eye. In addition, she had a 
mature cataract on the left side. After phacoemulsification, the same 
IOL (Acriva UD613, VSY) was implanted. Following implantation, it 
opacified similarly to the previous case (Figure 1 B). The opacification 
of this IOL had improved a day later (Figure 1 E).

Case 3: A 58-year-old woman was seen owing to chronic visual 
impairment in her right eye. Visual acuities were 0.05 and 0.9 for the 
right and left eyes, respectively. Biomicroscopy revealed a posterior 
subcapsular cataract in her right eye. After performing an uneventful 
phacoemulsification cataract surgery, the same intraocular IOL (Acri-
va UD613, VSY) was implanted in the bag. The IOL was clear before 
the application; however, when it was removed from the pack and 
implanted into the eye, it became cloudy (Figure 1 C). Similar to the 
other cases, the opacification improved the next day (Figure 1 F).

Taşkapılı et al.(1) reported the replacement of 28 IOLs (Intraocular 
Optical International, CA, USA) in 22 patients due to opacification 
during follow-up. Furthermore, Özçetin et al.(2) reported pseudocata-
racts in five patients with previous history of cataract operation and 
posterior chamber IOL implantation, with IOL replacement surgery 
in four eyes(2). In the abovementioned cases, the pseudocataracts oc-
curred spontaneously due to calcium and phosphate accumulation, 
which resulted in hydroxyapatite crystal formation(3,4). With regard to 
the acute opacification of IOLs, Tyagi et al.(5) reported the intraope-
rative clouding of a hydrophilic IOL caused by changes in tempera-
ture. In our cases, phacoemulsification surgery using the divide and 
conquer technique was uneventful, and it was performed under to-
pical anesthesia. Perioperative viscoelastic sodium hyaluronate (3%), 
balanced salt solution, and the intracameral antibiotic cefuroxime 
(1 mg/0.1 ml) were used. The IOL was made of hydrophobic acrylic 
material, with a saturation water content of 25%. When the cause 
of the clouding was investigated, it was found that the IOLs were 
obtained immediately prior to the operation from the cold store of 
the hospital pharmacy. Thus, the rapid temperature change caused 
the opacification of the IOLs. Nonetheless, no permanent structural 
or mechanical change occurred in the IOLs.

Accordingly, this paper suggests that acute opacification may 
occur due to rapid temperature change. In light of this knowledge, if 
this situation occurs during the operation, there is no need to replace 
the IOL. In addition, appropriate storage of IOLs is still of paramount 
importance.
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