Surgarcane biopolymer patch in femoral artery angioplasty on dogs.

Membrana de biopolímero de cana-de-açúcar como remendo em arterioplastias femorais de cães.

José Lamartine de Andrade Aguiar, Esdras Marques Lins, Silvio Romero de Barros Marques, Antônio Roberto de Barros Coelho, Renata de Oliveira Rossiter, Roberto José Vieira de Melo

1. Research performed at Experimental Surgical Research Laboratory (NCE), Federal University of Pernambuco (UFPE). Recife, Brazil.
2. PhD, Associate Professor, Department of Surgery, UFPE, Brazil.
3. PhD, Full Professor of Vascular Surgery, Department of Surgery, UFPE, Brazil.
4. Assistant Professor, Department of Surgery, UFPE, Brazil.
5. Resident of Pathology, Clinical Hospital, UFPE, Brazil
6. PhD Associate Professor, Department of Pathology, UFPE, Brazil

ABSTRACT

Purpose: The objective of this study was to evaluate the use of the sugarcane biopolymer membrane in femoral artery patch angioplasty on dogs.
Methods: Eight dogs were submitted to bilateral femoral artery patch angioplasty with a sugarcane biopolymer membrane patch on one side and e-PTFE patch on the contralateral side. This research was performed at Experimental Surgical Research Laboratory of the Centro de Ciências da Saúde at Universidade Federal de Pernambuco. The dogs were submitted to a new surgery at 180 days after the patch angioplasty in order to harvest the femoral artery. All the animals were evaluated by: clinical examination, measure of femoral artery diameter, arteriogram and Doppler fluxometry. Yet the material harvested was sent to histological study. Each animal served as its own control.
Results: In all vessels of both groups there were no cases of infection, aneurysm formation, rupture or pseudoaneurysm formation and thrombosis. In both groups it was observed a chronic inflammatory reaction with lymphocytes, neutrophils and fibrosis in the outer surface of the patches. It was observed fibrosis in the inner surfaces of all the patches. In e-PTFE patches occurred invasion by fibroblasts.
Conclusion: The sugarcane biopolymer membrane can be used as a patch in femoral artery angioplasty on dogs.
Key words: Blood vessel prosthesis. Blood vessel prosthesis implantation. Bioprosthesis. Sugarcane

RESUMO

Objetivo: Avaliar a utilização da membrana do biopolímero de cana-de-açúcar quando utilizada como remendo em arterioplastias femorais de cães.
Resultados: No período de avaliação nos dois grupos, não se observou casos de infecção, dilatação, ruptura ou falso-aneurisma e trombose. Nos dois grupos foi encontrada uma resposta inflamatória crônica com neutrófilos, linfócitos e fibrose na superfície externa dos remendos. Foi observada também a presença de fibrose na superfície interna em ambos os grupos. No grupo controle ocorreu invasão dos remendos de e-PTFE por fibroblastos.
Conclusão: A membrana do biopolímero de cana-de-açúcar pode ser utilizada como remendo em arterioplastias femorais de cães.
Descritores: Prótese vascular. Implante de prótese vascular. Bioprótese. Cana-de-açúcar
Introduction

Although the technological development that permitted the production of better arterial substitutes, the search for an ideal material still continues, especially to use it in small arteries. The perfect substitute has to present the right technical properties for its application in humans besides a low cost of production to allow its wide utilization. Several researches have evaluated the use of new materials to the substitution of blood vessels. These studies have showed the advantages of them compared to the traditional arterial substitutes. A special group of material has been studied. They are produced from many species of microorganisms and showed similar characteristics to human tissues, as elastic properties and resistance to rupture. Among these microorganisms, there are some types of bacterial which have the ability to synthesize polysaccharides and excrete them out of the cell as soluble or non soluble polymers, which have been used in several areas of the medical research. An extracellular polysaccharide was produced through microbiology synthesis at Industrial Microbiological Laboratory of the Sugarcane Experimental Station at Carpina / Universidade Federal Rural de Pernambuco and purified for biological use at Experimental Surgical Research Laboratory (NCE) / Universidade Federal de Pernambuco. After that all the animals were killed. All the experiments were performed at Experimental Surgical Research Laboratory of the Centro de Ciências da Saúde at Universidade Federal de Pernambuco from January 2005 to December 2006. The experiments were divided in two groups: Experimental group with 08 sugar cane biopolymer membrane patches and control group with 08 e-PTFE patches. Each animal served its own control.

Methods

Eight adult dogs (Canis familiaris) weighing on average 15,44 Kg, divided into 7 males and 1 female, were used in this study. The animals were housed in the biotery for a 21-day period before the surgery was carried out. They were fed with commercial dog feed, vaccinated against rabies (hydrophobia) and received a dose of vermicide. A 24-hour period of fasting from solid feed was observed for all dogs before the operation was done. The dogs were anesthetized intravenously with sodium thiopental (dosage 12,5 / Kg), pancuronium bromide (dosage 0,2 mg / Kg) and ketamine hydrochloride (dosage 2,5 mg / Kg), intubated, and so the bilateral femoral Doppler fluxometry was performed. After, the femoral region was prepared and draped en sterile fashion. The access to the left and right femoral arteries was exposed, and gross evaluation was performed. Doppler fluxometry and the macroscopic measure of the diameter of the femoral arteries were performed and after an abdominal longitudinal incision was made to expose the aorta for arteriographic access, and bi-planar arteriography was taken. After the arteriograms were obtained each femoral artery was harvested and sent to the Histopathology Laboratory at Hospital das Clinicas at Universidade Federal de Pernambuco. After that all the animals were killed. All the experiments were performed at Experimental Surgical Research Laboratory of the Centro de Ciências da Saúde at Universidade Federal de Pernambuco from January 2005 to December 2006. The experiments were divided in two groups: Experimental group with 08 sugar cane biopolymer membrane patches and control group with 08 e-PTFE patches. Each animal served its own control.

FIGURE 1 - femoral artery patch angioplasty using sugar cane biopolymer membrane. In the same figure it is possible to see the femoral vein with the sugarcane biopolymer patch.

Results

All the animals survived to the period of 180 days to clinical observation. There were no cases of infection, aneurysm formation, rupture or pseudoaneurysm formation and thrombosis in both groups (Figure 2). There were no statistical differences in the femoral artery diameter before and 180 days after angioplasty ( p > 0,05 by using Wilcoxon Test) (Table 1). In both groups it was observed a chronic inflammatory reaction with
lymphocytes, neutrophils and fibrosis in the outer surface of the patches. It was observed fibrosis in the inner surfaces of all the patches. The new intimal and adventicial layers were firmly bound to the surfaces of the patches (Figure 3). In both groups there were no cases of degenerative process and calcification. In e-PTFE patches occurred invasion by fibroblasts (Figure 4).

**FIGURE 2** - Femoral artery with sugarcane biopolimer membrane patch after 180 days.

**FIGURE 3** - Chronic inflammatory reaction in the outer surface and fibrosis in the inner surface of the sugarcane membrane patch.

<table>
<thead>
<tr>
<th>Variables</th>
<th>Statistics</th>
<th>Experimental (n = 8)</th>
<th>PTFE (n = 8)</th>
<th>p</th>
</tr>
</thead>
<tbody>
<tr>
<td>• Femoral artery diameter before angioplasty</td>
<td>Arithmetic mean (1)</td>
<td>0.375</td>
<td>0.394</td>
<td>p(2) = 0.180</td>
</tr>
<tr>
<td></td>
<td>Median (1)</td>
<td>0.375</td>
<td>0.375</td>
<td></td>
</tr>
<tr>
<td></td>
<td>Standard error (1)</td>
<td>0.046</td>
<td>0.073</td>
<td></td>
</tr>
<tr>
<td></td>
<td>C.V (%)</td>
<td>12,244</td>
<td>18,511</td>
<td></td>
</tr>
<tr>
<td></td>
<td>Minimum (1)</td>
<td>0.300</td>
<td>0.300</td>
<td></td>
</tr>
<tr>
<td></td>
<td>Maximum (1)</td>
<td>0.450</td>
<td>0.500</td>
<td></td>
</tr>
<tr>
<td>• Femoral artery diameter after angioplasty</td>
<td>Arithmetic mean (1)</td>
<td>0.381</td>
<td>0.394</td>
<td>p(2) = 0.157</td>
</tr>
<tr>
<td></td>
<td>Median (1)</td>
<td>0.400</td>
<td>0.400</td>
<td></td>
</tr>
<tr>
<td></td>
<td>Standard error (1)</td>
<td>0.037</td>
<td>0.050</td>
<td></td>
</tr>
<tr>
<td></td>
<td>C.V (%)</td>
<td>9,258</td>
<td>12,585</td>
<td></td>
</tr>
<tr>
<td></td>
<td>Minimum (1)</td>
<td>0.300</td>
<td>0.300</td>
<td></td>
</tr>
<tr>
<td></td>
<td>Maximum (1)</td>
<td>0.400</td>
<td>0.450</td>
<td></td>
</tr>
<tr>
<td>• Variation (after – before)</td>
<td>Arithmetic mean (1)</td>
<td>0.006</td>
<td>0.000</td>
<td>p(2) = 0.317</td>
</tr>
<tr>
<td></td>
<td>Median (1)</td>
<td>0.000</td>
<td>0.000</td>
<td></td>
</tr>
<tr>
<td></td>
<td>Standard error (1)</td>
<td>0.032</td>
<td>0.038</td>
<td></td>
</tr>
<tr>
<td></td>
<td>C.V (%)</td>
<td>-0.050</td>
<td>-0.050</td>
<td></td>
</tr>
<tr>
<td></td>
<td>Minimum (1)</td>
<td>0.050</td>
<td>0.050</td>
<td></td>
</tr>
<tr>
<td></td>
<td>Maximum (1)</td>
<td>0.050</td>
<td>0.050</td>
<td></td>
</tr>
</tbody>
</table>

(1) – Measure in cm.
(2) – Wilcoxon test.
Discussion

The concept of the patch angioplasty was first established by Carrel, in 1906, but this surgical technique was only widely used after the reports of Senning and Crawford et al, in 1959, which in different studies showed that the use of a patch could avoid the stenosis after an arteriotomy. The majors complications with the use of the patches are similar to those of the other kind of arterial substitutes; they are: thrombosis, rupture or pseudoaneurysm formation, operatory wound infection, and aneurysm formation. These complications have been reported in the literature. The time of clinical observation in the experimental studies using patches has been variable. In the present study there were no complications. The results were confirmed through clinical evaluation, Doppler fluxometry, angiography and the macroscopic measure of femoral artery diameter. These results are not uncommon and have been showed in other experimental studies. The high rate of complications of the earlier experimental studies with patches were most likely, consequence of the use of inappropriate materials in artery anastomosis. Those complications can occur also due to the failure of the material used, as was observed by McCready et al, in 2005. They showed the high rate of pseudoaneurysm formation with the utilization of small intestinal submucosa patches in carotid angioplasties. The healing process of an arterial substitute is a consequence of the reactions that occur among its wall and the organic tissues which are related with it. The healing process is considered good when this tissues invade the patch or bind firmly to it. The present study showed the presence of a chronic inflammatory reaction in the outer surface of the sugarcane biopolymer patches and fibrosis in the both surfaces. There were no cases of degenerative process, with destruction of the integrity of the patches as occur with autologous substitutes. This inflammatory reaction and the fibrosis also occur with the synthetic prosthesis, including the e-PTFE. The rare presence of macrophages in the both groups confirms the low antigenic capacity of the two material used. Also in a way similar to synthetic prosthesis there were no cases of calcification. In a different way of synthetic prosthesis, the sugarcane biopolymer patches did not permitted the invasion by fibroblasts. The invasion observed in the e-PTFE patches has been described in the literature and occurred because they present microporous which allow the cellular migration. The sugar cane biopolymer patches do not have porous and so did not permitted the invasion, but the new layers were firmly bound to them. This behavior is similar to the healing process of the biological prosthesis, as the human umbilicus cord vein, that also do not permit the cellular migration. Conclusion

The sugarcane biopolymer membrane patch can be used in femoral artery angioplasty on dogs.

References

Surgarcane biopolymer patch in femoral artery angioplasty on dogs


Correspondence:
José Lamartine de Andrade Aguiar
Av. Beira Mar, 4220/1201
54420-020 - JABOATÃO-PE
e-mail: aguiar@terra.com.br

Conflict of interest: none
Financial source: none