
23

All the authors declare that there is no potential conflict of interest referring to this article.

1 - Institute of Orthopedics and Traumatology of Hospital das Clínicas da Faculdade de Medicina da USP, São Paulo, SP, Brazil.

Study conducted at the Laboratory of Medical Investigation of the Musculoskeletal System - LIM 41 of the Department of Orthopedics and Traumatology of Hospital das Clínicas da 
Faculdade de Medicina da Universidade de São Paulo - São Paulo, SP, Brazil.
Mailing address: Fernando Bley Vicente de Castro Filho. Rua Alves Guimarães, 643, apto 152. CEP: 05410-001. Brazil. Email: fernandobley@yahoo.com.br

RESULTS OF REVISION TOTAL KNEE ARTHROPLASTY
USING PRESS-FIT CEMENTLESS STEM

Maurício Masasi iaMaguchi1, Fernando Bley vicente de castro Filho1, riccardo goMes goBBi1, luis eduardo Passarelli tirico1, 
José ricardo Pécora1, gilBerto luis caManho1

Citation: Iamaguchi MM, Castro Filho FBV, Tirico LEP, Gobbi RG, Pécora JR, Camanho GL. Results of revision total knee arthroplasty using press-fit cementless stem. Acta Ortop 
Bras. [online]. 2013;21(1):23-26. Available from URL: http://www.scielo.br/aob.

ABSTRACT

Objective: To show our experience with press-fit cementless 
stem and metaphyseal fixation with cement in a selected 
series of patients who underwent revision total knee arthro-
plasty. Methods: Thirty-four patients (35 knees) underwent 
revision total knee arthroplasty using the press-fit technique. 
Minimum follow-up was one year (mean 2.2 years) with a 
maximum length of three years. Results: Of 34 patients, 20 
were women and 14 were men. There was one death due to 
causes not related to arthroplasty and one patient dropout. 
There were no cases in which further review was necessary. 

Patients who underwent revision had clinical and functional 
improvement demonstrated by the results of the KSS, results 
of the SF-36 quality of life questionnaire, through gains in 
range of motion and improved limb alignment. Conclusion: 
There was postoperative clinical and functional improvement 
in comparison to the preoperative status in revision total 
knee arthroplasty with press-fit cementless stem. Level of 
Evidence IV, Case Series.
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INTRODUCTION

The revision of total knee arthroplasty is a challenging procedure 
that requires extensive surgical exposure, care in the implant 
extraction, restoration and correction of bone deficiencies mini-
mizing complications to achieve satisfactory results. Although 
the results and longevity of primary total knee arthroplasty (TKA) 
have improved, the increase in the number of primary arthro-
plasties has required an increase in the number of and need for 
revision arthroplasties.1-4 The survival rate and clinical results of 
revision arthroplasty are inferior to primary knee arthroplasty.1,5-7 
Use of extended stems is beneficial in the improvement of the 
survival rate and of the outcome of revision total knee arthro-
plasty.2,8-11 The objectives of the stems in revision arthroplasty 
are: endosteal reference for implant positioning; to pass bone 
defects; to increase implant fixation; and to reduce stress at the 
damaged bone interface in the distal femur and proximal tibia. 
Although the indication of revision arthroplasty is well defined 
by clinical and radiological parameters, the question arises 
whether the clinical and functional results will be satisfactory 
after the procedure.
Our objective with this study is to answer the following ques-

tions: Was there a clinical and functional improvement accord-
ing to the KSS? Was there an improvement in limb alignment? 
Was there an improvement in the range of motion? Was there 
an improvement in the patient’s quality of life according to the 
SF-36 questionnaire?

MATERIAL AND METHODS

An analysis was conducted on information gathered prospec-
tively in a consecutive series of cases. The patients under analy-
sis had indications for non-constrained or semi-constrained 
revision total knee arthroplasty. The arthroplasties were per-
formed in the period from 2006 to 2008 on a consecutive series 
of cases that included all the patients submitted to revision 
total knee arthroplasty in which an implant with Scorpio® TS 
Total Knee Revision System (Stryker®) cementless press-fit stem 
implant was used. The characteristics of the implants allow 
their use in knees of a wide variety of sizes (implants ranging 
from size five to 11 were used here); femoral components with 
distal rotational/single posterior axis; femoral components with 
enlarged asymmetric anterior flange, with different components 
for the right and left sides; with two stem length options (80mm 

Article received on 3/16/2011 and approved on 6/16/2011.

Acta Ortop Bras. 2013;21(1): 23-6

03 - aob 450



24

and 155mm); stems with varying diameters (10-19mm; 21mm 
and 23mm); stems that allow offset from 2 to 8 mm; polyethylene 
with thickness ranging from 10 to 24mm; with a central peg that 
limits varus and valgus movements up to 2°, allows rotational 
movement up to 10°, and allows a wide range of knee flexo-
extension; the implant also allows the use of 5, 10 and 15mm 
wedges for the distal femur, 5 and 10mm for the posterior femur, 
5 and 10mm for the tibia.
All the patients submitted to revision total knee arthroplasty, 
regardless of the reason, with the use of these implants with 
cementless femoral and/or tibial stem, were included in this 
study. Patients who were submitted to revision total knee arthro-
plasty with constrained implant, substitution of the polyethylene 
insert, or revision of the patellar component were excluded 
from the study.
The failure mechanism was aseptic loosening in 19 knees 
and septic loosening in 14 knees, while no revisions due to 
instability or periprosthetic fractures were recorded. Bone tissue 
for culturing was collected in all the surgeries. Those patients 
in whom infection had already been evidenced in previous 
surgeries (surgical cleaning, insertion of spacers, and others) 
or those patients whose intraoperative culture at the time of 
the revision surgery was found to contain pathogens were 
considered cases of septic loosening. 
The Anderson Orthopaedic Research Institute (AORI) bone 
defect classification based on preoperative radiographs was 
recorded before the surgeries.12

The procedures were carried out at the Institute of Orthopedics 
and Traumatology of Hospital das Clínicas da Faculdade de 
Medicina da Universidade de São Paulo in rooms with a vertical 
laminar flow that meet the requirements and comply with the 
current norms of the country’s regulatory agency, with adequate 
asepsis and antisepsis techniques.
Serum hemoglobin was recorded before and after surgery, with 
the lowest recorded hemoglobin value. Total tourniquet, drainage 
output vacuum, need for blood transfusion and the total number 
of units of packed RBCs were also recorded. 
The size of the femoral and tibial components; the size and 
diameter of the stems used; the use of offset; the size and 
location of the femoral and tibial wedges used; and the size of 
the polyethylene used were all recorded as well.
The surgical approach was the medial longitudinal route 
using previous incisions, employing the transquadriceps 
with medial arthrotomy with or without the crosswise cutting 
of the quadriceps tendon (quadriceps snip) in all the cases 
apart from one, in which tibial tuberosity osteotomy was 
used. The surgical technique used was that of hand milling 
of the medullary channel until good cortical bone contact 
was obtained, while the chosen stems had diameters 1mm 
larger than the diameter of the mill to obtain press-fit fixation 
in the tibial and femoral diaphyses. Bone cement (polymethyl 
methacrylate) was applied in the metaphyseal region of the 
components, leaving the stems uncemented.
The postoperative radiographs were assessed in the frontal and 
lateral views of the knee; and in the panoramic view of the lower 
limbs. Alignment was analyzed according to the panoramic view 
(neutral, varus or valgus).
Clinical evaluations were carried out using the Knee Society 
Score (KSS); evaluating the total range of motion of the knee; 

and using the SF-36 questionnaire. These evaluations were 
performed prior to the surgery, and annually after the surgery.
Cementless stems were used in the femoral and tibial compo-
nent in all the cases (32) except for one, in which a stem was 
only used in the tibial component.

RESULTS

Thirty-four patients (35 knees) who met the established crite-
ria were included in the study. These were 20 women and 14 
men with average age of 68.5 years (ranging from 45 to 82 
years). There was one patient dropout and one death of cause 
not related to the arthroplasty (cerebral vascular accident one 
year after the arthroplasty). In the last follow-up there were 32 
patients (33 knees) remaining in the study; 18 women and 14 
men. The mean follow-up of the patients was 2.2 years, ranging 
from one to three years.
The patients submitted to the revision with Scorpio® TS ce-
mentless press-fit stem presented significant clinical and func-
tional improvement (p<0.001) demonstrated by the KSS results.
(Table 1) The mean KSS in 31 patients (32 knees) submitted to 
this protocol was 35.2 (6.6-68) in the preoperative period and 81.2 
(42-102) in the postoperative period. As regards limb alignment, 
there was also significant improvement (p<0.001). (Table 2) Four 
patients with preoperative varus or valgus malalignment of 20° 
were corrected to 0° postoperatively.
Among the patients included in this study, flexion contracture in 
most cases was below five degrees in the preoperative period. 
Therefore, the postoperative improvement was slight and just 
two patients presenting flexion from 10 to 20° obtained com-
plete extension. (Table 2) As regards the range of motion there 
was a mean gain of 27° representing significant improvement; 
the mean value was 81° in the preoperative period and 108° in 
the postoperative period (p<0.001). (Table 3)
Going by the AORI bone defect classification, 37.5% of the 
cases were type 2b both in the femur and in the tibia. (Table 4) 
Consequently, it can be seen that in most of the cases there is 
substantial metaphyseal bone loss which was corrected in the 
transoperative period. The mean size of the femur used was 
7 (5-11) with stem diameter averaging 17mm (11mm-23mm).

Table 1. Knee Society Score (KSS).

Preoperative Postoperative

General Mean 35.2 81.2

Table 2. Limb alignment.

Alignment
No. of patients in the 
preoperative period

No. of patients in the 
postoperative period

0° 19 17

5° 6 14

10° 2 1

15° 1 0

20° 4 0
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DISCUSSION

The use of press-fit stems in revision total knee arthroplasties 
has varied results in different series with short and long-term 
follow-ups, showing clinical and functional improvement.1-3,5 
Our decision to use cementless diaphyseal stems and cement-
ed metaphyseal fixation in all the TKAs is mainly justified by the 
greater ease of removal of the components in case of further 
revision or infection. 
The study represents a case series of 34 patients (35 knees) 
with only two dropouts. The study is prospective and has the 
inherent limitations of this type of design. 
Answering our first question, we found clinical and functional im-
provement comparing preoperative and postoperative periods 
according to the objective Knee Society Score (KSS) (p<0.001). 
The preoperative mean was 35.2 while the postoperative mean 
was 81.2. Other studies also presented a clear improvement of 
pain and function according to the KSS, from 49 to 76,1 from 
56 to 81,2 from 42 to 83,5 and from 15 to 38.13 There was also 
improvement of limb alignment comparing the preoperative and 
postoperative periods. Four patients with preoperative varus or 
valgus malalignment of 20 degrees were corrected to 0 degrees 
postoperatively. Only one patient presented malalignment above 
10° in the postoperative period.
The range of motion also increased postoperatively (p<0.001). 
The mean range of motion was 81 degrees in the preoperative 
period, and 108 degrees in the postoperative period. Other 
studies also showed improvement in the range of motion from 
80 to 95,1 83 to 101,2 94 to 1055 and 88 to 98.13

The patients’ functional improvement was directly reflected in 
the postoperative improvement of quality of life according to the 
SF-36 questionnaire. As regards the patients’ limitation, there 

Table 7. SF-36 Quality of Life Questionnaire (mean).

Preoperative Postoperative

Physical Functioning 21.56 61.79

Limitation due to Physical 
Aspects

18.75 81.25

Pain 34.59 69.15

General Health 52.43 65.62

Vitality 62.65 77.65

Social Aspects 68.35 84.37

Emotional Aspects 59.37 84.37

Mental Health 67.75 71.62Table 3. Flexion contracture/Range of Motion.

Preoperative Postoperative

Flexion Contracture <5° 29 31

6-10° 1 1

10-20° 2

Range of Motion (mean) 81° 108°

Table 4. Anderson Orthopaedic Research Institute (AORI) bone de-
fect classification.

Femur Tibia

1 13 6

2a 5 10

2b 12 12

3 2 4

The surgeons used 80mm stems in 20 femurs, 155mm stems 
in 10 femurs and one femur went without a stem. As regards 
the tibia the mean size was 7 (5-11) with a mean stem diameter 
of 15mm (10mm-23mm), while 80mm stems were used in 21 
tibias and 155mm stems in 10 tibias. (Table 5) A Porto-Vac suc-
tion drainage tube was used in all the patients with bleeding 
of 416ml on average (20ml-800ml). Due to this blood loss as-
sociated with the transoperative loss, which was not accounted 
for, there was a mean variation in the patient’s hemoglobin 
values of 13 (10-18) to 9.93 (7-12). Therefore, only eight patients 
required a blood transfusion and only one required two units 
of red packed red blood cells (PRBCs). The mean tourniquet 
application time was 126 minutes. (Table 6) 
The SF-36 is a questionnaire whose main goal is to conduct a 
global evaluation of the quality of life of patients. The items phys-
ical functioning, limitation, pain, general health, vitality, social 
aspects, emotional aspects and mental health were assessed 
pre- and postoperatively. (Table 7) 
As regards the patients’ limitation, the questionnaire showed 
a clear improvement from 18.75 (0-100) in the preoperative 
period to 81.25 (0-100) in the postoperative period (p<0.001). 
Pain was another factor that presented a significant change 
in the postoperative period in comparison to the preoperative 
period, rising from 33.37 (20-64) to 69.15 (20-100) (p<0.001).

Table 5. Measurements of the components.

Femur Tibia

Component Size (mean) 7 7

Stem Diameter (mean) 17 15

Stem Length 
Twenty 80 mm stems
Ten 155 mm stems

One femur without stem

Twenty-one 80 mm 
stems

Ten 155 mm stems

Table 6. Data related to bleeding.

Suction Drainage Tube
(mean bleeding)

416 ml

Blood Transfusion
7 patients – 1 unit of PRBCs
1 patient – 2 units of PRBCs

Hemoglobin Values (mean)
Preoperative � 13

Postoperative � 9.93

Tourniquet Time (mean) 126 minutes
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was improvement from 18.75 to 81.25 (0-100) (p<0.001). Pain 
was also another factor of improvement, from 33.37 to 69.15 
(0-100) (p<0.001).
It is worth emphasizing that the case evolution time is short and 
that the follow-up continues in our service. 
Although there is evidence of good results with cemented stems, 
it is not yet completely clear whether the use of cement presents 
better results.14 We also emphasize that our service’s decision 
not to cement the stem is due to the fact that it facilitates 

removal and reduces bone loss in situations of infection or 
further revision.

CONCLUSION

The result of this study corroborates the results of literature and 
confirms the existence of functional and clinical improvement 
in patients submitted to revision total knee arthroplasty with 
diaphyseal press-fit fixation and cemented metaphyseal fixation, 
comparing preoperative and postoperative periods.

REFERENCES
1. Haas SB, Insall JN, Montgomery W 3rd, Windsor RE. Revision total knee arthro-

plasty with use of modular components with stems inserted without cement. J 
Bone Joint Surg Am. 1995;77(11):1700-7. 

2. Shannon BD, Klassen JF, Rand JA, Berry DJ, Trousdale RT. Revision total 
knee arthroplasty with cemented components and uncemented intramedullary 
stems. J Arthroplasty. 2003;18(7 Suppl 1):27-32. 

3. Dixon T, Shaw M, Ebrahim S, Dieppe P. Trends in hip and knee joint replace-
ment: socioeconomic inequalities and projections of need. Ann Rheum Dis. 
2004;63(7):825-30. 

4. Sheng PY, Konttinen L, Lehto M, Ogino D, Jämsen E, Nevalainen J et al. 
Revision total knee arthroplasty: 1990 through 2002. A review of the Finnish 
arthroplasty registry. J Bone Joint Surg Am. 2006;88(7):1425-30. 

5. Bottner F, Laskin R, Windsor RE, Haas SB. Hybrid component fixation in revi-
sion total knee arthroplasty. Clin Orthop Relat Res. 2006;446:127-31.

6. Bartel DL, Burstein AH, Santavicca EA, Insall JN. Performance of the tibial com-
ponent in total knee replacement. J Bone Joint Surg Am. 1982;64(7):1026-33. 

7. Donaldson WF 3rd, Sculco TP, Insall JN, Ranawat CS. Total condylar III knee 
prosthesis. Long-term follow-up study. Clin Orthop Relat Res. 1988;(226):21-8. 

8. Albrektsson BE, Ryd L, Carlsson LV, Freeman MA, Herberts P, Regnér L et al. 
The effect of a stem on the tibial component of knee arthroplasty. A roentgen 

stereophotogrammetric study of uncemented tibial components in the Freeman-
-Samuelson knee arthroplasty. J Bone Joint Surg Br. 1990;72(2):252-8. 

9. Bertin KC, Freeman MA, Samuelson KM, Ratcliffe SS, Todd RC. Stemmed 
revision arthroplasty for aseptic loosening of total knee replacement. J Bone 
Joint Surg Br. 1985;67(2):242-8. 

10. Bourne RB, Finlay JB. The influence of tibial component intramedullary ste-
ms and implant-cortex contact on the strain distribution of the proximal tíbia 
following total knee arthroplasty. An in vitro study. Clin Orthop Relat Res. 
1986;(208):95-9. 

11. Brooks PJ, Walker PS, Scott RD. Tibial component fixation in deficient tibial 
bone stock. Clin Orthop Relat Res. 1984;(184):302-8. 

12. Engh GA, Ammeen DJ. Bone loss with revision total knee arthroplasty: de-
fect classification and alternatives for reconstruction. Instr Course Lect. 
1999;48:167-75. 

13. Gofton WT, Tsigaras H, Butler RA, Patterson JJ, Barrack RL, Rorabeck CH. 
Revision total knee arthroplasty: fixation with modular stems. Clin Orthop Relat 
Res. 2002;(404):158-68. 

14. Wood GC, Naudie DD, MacDonald SJ, McCalden RW, Bourne RB. Results 
of press-fit stems in revision knee arthroplasties. Clin Orthop Relat Res. 
2009;467(3):810-7. 

Acta Ortop Bras. 2013;21(1): 23-6


