Detection of multidrug-resistant Mycobacterium tuberculosis strains isolated in Brazil using a multimarker genetic assay for katG and rpoB genes

Luita Nice Café Oliveira\textsuperscript{a}, Jairo da Silva Muniz-Sobrinho\textsuperscript{a}, Luiz Alexandre Viana-Magno\textsuperscript{b,c}, Sônia Cristina Oliveira Melo\textsuperscript{d}, Antonio Macho\textsuperscript{e}, Fabrício Rios-Santos\textsuperscript{e,*}

\textsuperscript{a} Laboratório de Farmacogenômica e Epidemiologia Molecular (LAFEM), Universidade Estadual de Santa Cruz (UESC), Ilhéus, BA, Brazil
\textsuperscript{b} Instituto Nacional de Ciência e Tecnologia em Medicina Molecular (INCT-MM), Faculdade de Medicina, Universidade Federal de Minas Gerais (UFMG), Belo Horizonte, MG, Brazil
\textsuperscript{c} Faculdade Infórium de Tecnologia, Mestrado em Tecnologia da Informação Aplicada a Biologia Computacional, Belo Horizonte, MG, Brazil
\textsuperscript{d} Departamento de Ciências Biológicas, Universidade Estadual de Santa Cruz (UESC), Ilhéus, BA, Brazil
\textsuperscript{e} Departamento de Ciências Básicas em Saúde, Faculdade de Medicina, Universidade Federal de Mato Grosso (UFMT), Cuiabá, MT, Brazil

\textbf{A R T I C L E  I N F O}

Article history:
Received 11 September 2015
Accepted 26 December 2015
Available online 10 February 2016

Keywords:
Biomarkers
Diagnosis
Multidrug-resistance
Mycobacterium tuberculosis

\textbf{A B S T R A C T}

Multidrug-resistant tuberculosis (MDRTB) is a serious world health problem that limits public actions to control tuberculosis, because the most used anti-tuberculosis first-line drugs fail to stop mycobacterium spread. Consequently, a quick detection through molecular diagnosis is essential to reduce morbidity and medical costs. Despite the availability of several molecular-based commercial-kits to diagnose multidrug-resistant tuberculosis, their diagnostic value might diverge worldwide since Mycobacterium tuberculosis genetic variability differs according to geographic location.

Here, we studied the predictive value of four common mycobacterial mutations in strains isolated from endemic areas of Brazil. Mutations were found at the frequency of 41.9\% for katG, 25.6\% for inhA, and 69.8\% for rpoB genes in multidrug-resistant strains. Multimarker analysis revealed that combination of only two mutations ("katG/S315T + rpoB/S531L") was a better surrogate of multidrug-resistant tuberculosis than single-marker analysis (86\% sensitivity vs. 62.8\%). Prediction of multidrug-resistant tuberculosis was not improved by adding a third or fourth mutation in the model. Therefore, rather than using diagnostic kits detecting several mutations, we propose a simple dual-marker panel to detect multidrug-resistant tuberculosis, with 86\% sensitivity and 100\% specificity. In conclusion, this approach (previous genetic study + analysis of only prevalent markers) would considerably decrease the processing costs while retaining diagnostic accuracy.

© 2016 Elsevier Editora Ltda. This is an open access article under the CC BY-NC-ND license (http://creativecommons.org/licenses/by-nc-nd/4.0/).

* Corresponding author at: Departamento de Ciências Básicas em Saúde, Faculdade de Medicina, Universidade Federal de Mato Grosso (UFMT), Av. Fernando Corrêa da Costa, n° 2367, Cuiabá, MT 78060-900, Brazil.

E-mail address: fabriciorios@yahoo.com (F. Rios-Santos).

http://dx.doi.org/10.1016/j.bjid.2015.12.008
1413-8670/© 2016 Elsevier Editora Ltda. This is an open access article under the CC BY-NC-ND license (http://creativecommons.org/licenses/by-nc-nd/4.0/).
Introduction

Tuberculosis (TB) remains an important public health concern as about one third of the world population is asymptotically infected with latent Mycobacterium tuberculosis. Multiple health campaigns are being addressed to diminish the incidence of the disease, but TB elimination remains a challenge, due to the emergence of clinical forms of multidrug-resistant strains of M. tuberculosis, that are resistant to at least isoniazid (INH) and rifampicin (RIF), the first-line antitubercular (anti-TB) drugs. Beyond increasing TB incidence, mortality, and the rate of initial treatment failure, multidrug-resistant tuberculosis (MDRTB) also increase the cost of TB treatment. For example, while a 6-month regimen of INH + RIF (plus pyrazinamide and streptomycin or ethambutol in the first two months) will cure most cases of non-resistant TB, MDRTB-patients will need at least 12–24 months of therapy with more toxic second-line drugs. In addition, MDRTB accounts for up to 84% of the “retreatment” cases of TB. With this perspective, early diagnosis appears to be the best strategy to control MDRTB.

Conventional culture-based drug-susceptibility testing (DST) for TB can take as much as 90 days to complete, due to the slow growth of M. tuberculosis. Since diagnostic delay is an arduous obstacle to effective MDRTB care, development and implementation of molecular approaches for rapid detection of MDRTB are needed for attenuating the MDRTB burden. Towards that end, many studies have investigated gene mutations that confer drug resistance in M. tuberculosis. As a result, many commercial tests have been developed to detect MDRTB and, consequently, the WHO recommends to all governments the gradual implementation of evidence based commercial tests using molecular techniques for diagnosis and control of MDRTB.

Overall, these tests aim to detect mutations in the mycobacterial genes involved in drug metabolism, which may confer phenotypic changes associated with antibiotic resistance. In this way, INH resistance is frequently associated with mutations in the catalase-peroxidase enzyme (encoded by the katG gene and involved in metabolic activation of the drug), and/or in the enoyl-ACP reductase gene promoter (inhA), required for mycobacterial cell wall biosynthesis. Likewise, resistance to RIF is strongly related to mutations in a region of 81 bp in the rpoB gene (encoding the beta subunit of the RNA polymerase, the drug target), resulting in decreased affinity of RIF for the active centre of the enzyme. Mutations in several other genes may also lead to INH or RIF resistance but are less frequent. Thus, common gene markers for MDRTB are S315T in katG, −15C/T (CGT-CAT) in the operator region of inhA, and H526D and S531L in rpoB.

Diagnostic parameters, such as sensitivity and specificity, of commercially available diagnostic tests are poorly understood in a worldwide context. This is of interest since there is evidence that geographic location influences the strain-to-strain M. tuberculosis genetic variability. In this context, current gold-standard molecular biomarkers to diagnose MDRTB might not be found at reasonable frequencies to guide anti-TB drug choice in neglected regions such as Brazil. Moreover, it is even possible that non-trivial mutations could turn out to be novel biomarkers for MDRTB diagnosis in such regions. In this regard, we genotyped four mycobacterial SNPs (single nucleotide polymorphisms) in isolates from TB patients of an endemic region of Brazil to investigate their predictive value to diagnose MDRTB, and using these new reference standards as gold-standard. Our aim was to test and validate a rapid and cost-effective real-time PCR assay for detecting RIF and INH resistance.

Methods

Isolation, identification and drug sensitivity tests of M. tuberculosis

M. tuberculosis isolates were considered as MDRTB when resistant to at least INH and RIF (worldwide used as first-line antitubercular drugs), and as sensitive when susceptible to all anti-tubercular drugs. Therefore, mono-resistant strains for INH or RIF, as well as other poly-drug-resistance not including both INH and RIF were not considered for further experiments in our study. These isolates were randomly selected and collected from a repository located at the Central Public Health Laboratory “Prof. Gonçalo Muniz” (LACEN-BA), state of Bahia, Brazil. All isolates from the collection come from sputum of local patients which completed a demographic and clinical questionnaire after signing an informed consent form. All procedures were approved by the Human Ethical Committee of the Universidade Estadual de Santa Cruz (UESC; Ilhéus, Brazil), under protocol number 098/07.

The selected samples were cultured on Löwenstein-Jensen agar (LJ). Biochemical tests, including nitrate reduction, niacin test and 68 °C catalase inhibition were conducted in order to classify these strains according to the Manual of Tuberculosis Bacteriology. Drug sensitivity tests to INH, RIF, ethambutol (EMB), pyrazinamide (PZA), and streptomycin (SM) were performed using the Canetti (1969) multiple proportional dilution method. The standard strains M. tuberculosis H37Rv and 636 were used as sensitive and MDRTB controls, respectively, as recommended by the Brazilian Ministry of Health. The minimum inhibitory concentrations (MIC), defined as the lowest drug concentration showing complete inhibition of bacterial growth, were as follow: INH ≤ 0.2 µg/mL, RIF ≤ 1 µg/mL, EMB ≤ 5 µg/mL, SM ≤ 2 µg/mL, and PZA ≤ 25 µg/mL. The criterion for drug resistance was growth of >1% of the bacterial population on media containing the critical concentration of each drug.

Genotyping assay and amplification

Mycobacterial genomic DNA was extracted from the cultured strains according to Van Soolingen et al. The quantity and purity was determined measuring spectrophotometric signals at 260 nm and 280 nm.

Assays were performed, in accordance to Espasa et al., in a spectrophluorometric thermal cycler (ABI Prism 7500, Applied Biosystems®, Carlsbad, CA, USA), using the primers and probes summarized in Table 1. The Mycobacterium tuberculosis Complex-Specific Insertion Sequence IS6110 was also amplified as internal control. Five amplification reactions were
Table 1 – Primers and probes designed to detect mutations included in the study.

<table>
<thead>
<tr>
<th>Gene (codon)</th>
<th>Primers</th>
<th>Probes</th>
</tr>
</thead>
<tbody>
<tr>
<td>IS6110a</td>
<td>5′-GGATAACGCTTTTCAAGTCGAGTAC-3′</td>
<td>5′-GGATAACGCTTTTCAAGTCGAGTAC-3′</td>
</tr>
<tr>
<td>katG (515)</td>
<td>5′-GGGCTGGAAGAAGCTCCTGATG-3′</td>
<td>5′-CGACCTCGATGCAGCTGATG-3′</td>
</tr>
<tr>
<td>inhA (−15)</td>
<td>5′-CAGGACTGGAAGGAGTACGAA-3′</td>
<td>5′-AACCCTAGCTCCTGCGGCGG-3′</td>
</tr>
<tr>
<td>rpoB (526)</td>
<td>5′-ACCGGAGACGGTGTATCAACAT-3′</td>
<td>5′-AGCGGCACAGTCGCGG-3′</td>
</tr>
<tr>
<td>rpoB (531)</td>
<td>5′-ACCGGAGACGGTGTATCAACAT-3′</td>
<td>5′-AGCGGCACAGTCGCGG-3′</td>
</tr>
</tbody>
</table>

a Mycobacterium tuberculosis Complex-Specific Insertion Sequence.

performed for each studied sample. Briefly, the reaction contained: 1X Master Mix solution, 500 nM of each primer, 200 nM of fluorogenic 5′ exonuclease probes (Taqman®, Applied Biosystems®, Foster City, CA, USA), and 4 μL (20 ng/μL) of sample in 25 μL of reaction volume. The amplification settings were carried out according to the manufacturer’s instructions.

Analysis of the results was performed using the Sequence Detection System software (Applied Biosystems®) and was based on two parameters: the cycle threshold (Ct), for which the detection of fluorescence reaches the threshold, and the cumulative fluorescence signal (CFS) of each probe at the end of 40 amplification cycles.

**Statistical analysis**

Pearson chi-square test was applied to evaluate differences in genotypic frequencies between sensitive and resistant isolates. Discriminant analyses were performed to build predictive models of INH and RIF resistance based on genotyping data of the four genetic markers used, alone or in combination. Comparison of the observed genetic frequencies was performed using UNPHASED software (v.3.1.7).46 Statistical measures of sensitivity and specificity were performed using IBM SPSS Statistics version 20 (SPSS Inc., Armonk, NY, USA) with a 95% confidence interval. The p-value significance was always set at 5% (p < 0.05).

**Results**

First, a confirmatory sensitivity test was performed on a total of 51 resistant and 50 sensitive catalogued strains (Table 2). From those, 43 (84.3% of resistant-strains) were considered as MDRTB strains exhibiting resistance to both INH and RIF, and were selected for further experiments. Six of the strains showed drug-resistance to only one antibiotic (INH), and only two exhibited multi-resistance other than INH and RIF together. The other 50 strains, catalogued as sensitive, were in deed confirmed to be sensitive to all five antibiotics tested, and were used as negative controls.

**Frequency of polymorphisms in katG, inhA and rpoB genes and their association with drug resistance**

As expected,4,5 none of the studied mutations was found in drug-susceptible strains (Table 3). Although this finding suggests that absence of the analyzed katG, inhA, and rpoB mutations is indicative of non-MDRTB strains with 100% specificity, it is noteworthy that a small number of MDRTB samples (14%, n = 6) also lacked these mutations (Table 3). Thus, our data reveal that the absence of these common katG, inhA, and rpoB mutations does not necessarily assure non-MDRTB.

Conversely, we found that the occurrence of any of the mutations translates identification of MDRTB. Among the 43 strains studied for MDRTB, 18 displayed the S315T (katG) mutation, 11 had the −15C/T (inhA) whereas, 3 and 27 strains showed H526D and S531L polymorphisms, respectively, in rpoB (Table 3). Although displaying 100% specificity, sensitivity to detect MDRTB varies according to the identified mutation. Mutations with greater sensitivity (62.8%) were S531L (rpoB), followed by S315T (katG) and −15C/T (inhA), with 41.9% and 21.6%, respectively (Table 3). The H526 mutation (rpoB) showed only 7% sensitivity without statistically significance to detect drug resistance.

Given that bacteria may reduce effectiveness of a drug through various biological mechanisms at the same time, we addressed whether diagnosis sensitivity could be greater than 62.8% (displayed by the single marker S315T katG) in prediction models including multiple mutations. In this regard, we structured four models of two or three SNPs, as summarized in Table 4 (note that combinations with H526 from rpoB were excluded due to the lack of statistical significance to detect drug resistance). Among them, only model 1 (S315T

| Table 2 – Drug resistance profile in samples randomly obtained from biobank. |
|---------------------------------|-----------------|-----------------|
| Resistance to each drug          | wt strains (n = 50) | Resistant strains (n = 51) |
| INHb | 0 (0) | 100.0% (51) |
| RIFc | 0 (0) | 84.3% (43) |
| EMB | 0 (0) | 5.9% (3) |
| SM | 0 (0) | 54.9% (28) |
| PZA | 0 (0) | 47.1% (24) |
| Basal medium w/o antibiotics | 100% (50) | 100% (51) |

a Previously catalogued as wt or resistant-strains by biochemical tests. Values are % of n (absolute values).

b Resistance to both INH and RIF was defined as Multi Drug Resistance (MDRTB).
katG + −15C/T inhA) model did not reach the “basal” sensitivity of 62.8%. The gain in sensitivity of model 2 (S315L rpoB + −15C/T inhA) was only about 2.3%, when compared to the best single marker. In contrast, models 3 (S315T katG + S315L rpoB) and 4 (S315T katG + S531L rpoB + −15C/T inhA) showed a considerable gain in diagnosis sensitivity, by increasing this parameter by 23.2%. Using the last two models, we identified 37 out 43 MDRTB strains carrying at least one of the analyzed markers. Thus, taken in consideration that both models have identical diagnostic predictive values, this suggests that it is unnecessary to genotype three of the studied polymorphisms to achieve greater sensitivity.

Discussion

It is evident that strains, as well as type of mutations and frequency of them in mycobacterial genome, vary according to the geographical region. Consequently, since the accuracy of current molecular diagnostic tests to identify MDRTB are based on worldwide polymorphisms frequencies, performance indicators for these diagnostic approaches in a country-by-country basis may be controversial. For example, the S315T (katG) polymorphism shows a wide variation in their incidence: although it was detected in a 100% of resistant strains in countries such as Turkey, Canada, and France, in our study we found a lower frequency of 41.9%, more similar to those obtained in another study in Brazil (60%) and in places such as Russia (77%), Syria (40%) or Taiwan (51%). Likewise, the −15C/T (inhA) polymorphism, described as the most frequent globally for the inhA gene promoter, has an observed frequency varying between 15% in China to 32% in Syria, and 25.6% in this study. Also, the frequency of 62.8% for S531L (rpoB) found in this work was consistent with other studies, considering that published rates range between 40.1% and 82.4%. In the same way, H526D (rpoB) polymorphism, with a found frequency of 7% in this work amply oscillates worldwide, with values ranging from 5.9% to 40%. Therefore, great frequency variations are evident between countries, making it necessary to study locally the prevalence of the canonical mutations for each geographical region in order to figure out which polymorphisms have the best predictive accuracy.

As early diagnosis is the best strategy to control MDRTB, several molecular methods to detect drug resistance in M. tuberculosis are currently widely employed. For that, a number of commercial kits to identify MDRTB are available, such as Xpert MTB/RIF (Cepheid, Sunnyvale, CA, USA) and INNO-LiPA Rif.TB (Innogenetics N.V., Gent, Belgium), among others, which detect resistance to only rifampicin not to isoniazid. The rational for assessing only mutations associated Rif-resistance is that some reports have suggested that Rif-resistance seems to serve as a surrogate marker for MDRTB detection, as all Rif-resistant strains were also INH-resistant. In our study, we found also that 100% of Rif-resistant strains were also INH-resistant (Table 2). Nevertheless, this finding depends of the endemic strains of M. tuberculosis in each geographical region, as discussed

Table 3 – Frequency of mutations in katG, inhA and rpoB genes of Mycobacterium tuberculosis strains.

<table>
<thead>
<tr>
<th>Mutation (gene)</th>
<th>Frequency in susceptible strains (n = 50)</th>
<th>Frequency in MDRTB strains (n = 43)</th>
<th>X²</th>
<th>p-Value</th>
</tr>
</thead>
<tbody>
<tr>
<td>S315T katG</td>
<td>0 (0)</td>
<td>41.9% (18)</td>
<td>25.953</td>
<td>&lt;0.001</td>
</tr>
<tr>
<td>−15C/T inhA</td>
<td>0 (0)</td>
<td>25.6% (11)</td>
<td>14.507</td>
<td>&lt;0.001</td>
</tr>
<tr>
<td>H526D rpoB</td>
<td>0 (0)</td>
<td>7.0% (3)</td>
<td>3.605</td>
<td>0.095</td>
</tr>
<tr>
<td>S331L rpoB</td>
<td>0 (0)</td>
<td>62.8% (27)</td>
<td>44.239</td>
<td>&lt;0.001</td>
</tr>
<tr>
<td>None of above</td>
<td>100% (50)</td>
<td>14.0% (6)</td>
<td>–</td>
<td>–</td>
</tr>
</tbody>
</table>

a: Previously characterized by biochemical tests. See Table 1. Values are % of n (absolute values).
b: Pearson chi-square test.
c: p-Values from comparison between susceptible and resistant strains. Bold values were considered statistically significant.

Table 4 – Predictive profile of polymorphisms in katG, inhA and rpoB genes related to multidrug resistance in Mycobacterium tuberculosis strains.

<table>
<thead>
<tr>
<th>Genes</th>
<th>Polymorphisms</th>
<th>Statistical models</th>
<th>Frequency in resistant strains (n = 43)</th>
</tr>
</thead>
<tbody>
<tr>
<td>katG or inhA</td>
<td>S315T &amp; −15C/T</td>
<td>Model 1</td>
<td>60.5% (26)</td>
</tr>
<tr>
<td>inhA or rpoB</td>
<td>−15C/T &amp; S331L</td>
<td>Model 2</td>
<td>65.1% (28)</td>
</tr>
<tr>
<td>katG or rpoB</td>
<td>S315T &amp; S331L</td>
<td>Model 3</td>
<td>86.0% (37)</td>
</tr>
<tr>
<td>katG or inhA or rpoB</td>
<td>S331T &amp; −15C/T &amp; S331L</td>
<td>Model 4</td>
<td>86.0% (37)</td>
</tr>
</tbody>
</table>

a: Previously characterized by biochemical tests. Values are % of n (absolute values).
above. In this way, some reports from the Punjab region of India have shown a high incidence of RIF-mono-resistant strains (22%) that would be falsely diagnosed as MDRTB using these type of test. The Xpert® MTB/RIF assay, much cheaper than INNO-LIPA Rif.TB (approximately US$17 and US$45 per test, respectively),42,43 has been recommended by the World Health Organization for the detection of MDRTB from 2010, and is exhaustively implemented worldwide.1,44 However, only a limited number of tests can be performed per day, making it necessary to acquire several machines per laboratory. Furthermore, the cost per test,45 even if negotiated for public institutions by the FIND organization43 (Foundation for Innovative New Diagnostics, Geneva, Switzerland) (Table 5), makes our system an interesting cost/benefit diagnostic tool for our local area. In addition, these kits have sensitivity and specificity to detect drug resistance similar to those shown in this study.64,7,5 (Table 5).

Recently, there has been reported a more accurate commercial kit, the GenoType MTD Rplus (Hain Lifescience, Nehren, Germany) which has higher sensitivity than competitors (up to 94.4%) and could detect even resistance to both INH and RIF.64 Nevertheless, it requires the analysis of up to 10 markers to diagnose MDRTB, whereas Xpert® MTB/RIF and INNO-LIPA Rif.TB use 5 and 4, respectively,62,63 increasing even more the processing costs (between €42 and €86 per test).64 In our study, the proposed analysis of polymorphisms to diagnose MDRTB in the Bahia state of Brasil, has a high sensitivity (86%) even if only two genetic markers are analyzed.

In our case (Bahia state of Brazil), after identification of the prevalent polymorphisms, the protocol for MDRTB analysis, (Fig. 1) would consist in extracting the DNA from M. tuberculosis directly from sputum samples. Then the samples would be subjected to genotyping for the detection of polymorphisms at S313L rpoB and S315T katG genes. Presence of S531L (62.8% of incidence in endemic mycobacteria) or S315T (41.9%) mutations in the samples would be diagnosed as MDRTB (86% of cases, carrying anyone of the two mutations). The specificity of 100% coupled with high accuracy, easy operation, and low cost (due to the smaller number of markers used), makes it a great method to be used in routine diagnosis of MDRTB. Our work shows that combining a few markers, without the need of an extensive panel of analysis, is sufficient to improve the accuracy for the detection of both RIF- and INH-resistance in our region.

Our results came as no surprise, considering that most RIF-resistance mutations occur close to the S531 residue,68 and almost all RIF-resistant strains are also INH-resistant.38,39

---

**Table 5 – Comparative parameters of molecular diagnosis of Multidrug Resistant Tuberculosis between this study and published data for Xpert MTB/RIF.**

<table>
<thead>
<tr>
<th>Analytical variables</th>
<th>This work</th>
<th>Xpert MTB/RIF&lt;sup&gt;a&lt;/sup&gt;</th>
</tr>
</thead>
<tbody>
<tr>
<td>Sensitivity</td>
<td>86.0%</td>
<td>89.2–91.4%</td>
</tr>
<tr>
<td>Specificity</td>
<td>100.0%</td>
<td>98.0–98.7%</td>
</tr>
<tr>
<td>No. of polymorphisms studied</td>
<td>2</td>
<td>5</td>
</tr>
<tr>
<td>Chemotherapy resistance studied</td>
<td>INH, RIF</td>
<td>RIF</td>
</tr>
<tr>
<td>Time (DNA extraction + PCR reaction)</td>
<td>3 h</td>
<td>2 h</td>
</tr>
<tr>
<td>Test/day (considering a work day of 8 h)</td>
<td>20–30</td>
<td>8–16&lt;sup&gt;c&lt;/sup&gt;</td>
</tr>
<tr>
<td>Price of 1 test</td>
<td>US$ 8.53</td>
<td>US$ 9.98–16.86&lt;sup&gt;d&lt;/sup&gt;</td>
</tr>
</tbody>
</table>


<sup>b</sup> INH: isoniazid; RIF: Rifampicin.

<sup>c</sup> Xpert machine with two or four cartridges, respectively.

<sup>d</sup> Negotiated price for the public sector in eligible countries and real price, respectively.

---

**Fig. 1 – Algorithm for the diagnosis of Multidrug Resistance Tuberculosis (MDRTB) using two predictive markers for isoniazid and rifampicin resistance.**
Moreover, the S315T mutation is the most frequently found in INH-resistant strains that are also MDR-TB, occurring in approximately 40% of all cases.\(^4\) For the small percentage of false-negative samples (14%), conventional culture and drug sensitivity techniques can be performed as confirmatory tests, as 86% of the multidrug-resistant population will be previously diagnosed in both effective and early-time manners. In this context, even if further studies should be conducted to establish other markers to increase even more the sensitivity of the proposed algorithm (Fig. 1), taken together our results have shown that in order to provide a fast, sensitive and low-cost diagnosis, the proposed PCR-based protocol would be sufficiently appropriate for our geographical region. As demonstrated previously by Madania et al.,\(^13\) in Syria, a small set of probes detecting prevalent mutations can be used in real time PCR in order to detect most strains carrying RIF- and INH-resistance. In the same way, we propose that our algorithm can be revised and implemented in other countries besides Brazil, by conducting a simple genetic background evaluation of their endemic populations of M. tuberculosis.

### Conflicts of interest

The authors declare no conflicts of interest.

### Acknowledgments

We thank the Laboratório Central da Bahia (LACEN-BA) for providing isolates and drug susceptibility testing for M. tuberculosis. We also thank Dr. Daniella Oliveira Campo for the help during this research. This study was funded by the Fundação de Amparo a Pesquisa do Estado da Bahia (FAPESB) and the Conselho Nacional de Desenvolvimento Científico e Tecnológico (CNPq). L.A.VM and A.M. have post-doctoral fellowships from the Fundação Coordenação de Aperfeiçoamento de Pessoal de Nível Superior (CAPES).

### References