Characterization of surface topography and chemical composition of mini-implants

Luegya Amorim Henriques Knop1, Ana Prates Soares2, Ricardo Lima Shintcovsk1, Lidia Parsekian Martins1, Luiz Gonzaga Gandini Jr. 1

1Universidade Estadual Paulista – UNESP, Araraquara Dental School, Department of Orthodontics and Pediatric Clinic, Araraquara, São Paulo, Brazil
2Universidade de São Paulo – USP, Hospital of Rehabilitation of Oralfacial Anomalies, Area of Prosthodontics, Bauru, São Paulo, Brazil

Abstract

Aim: To assess the surface topography and chemical composition of three brands of as-received mini-implants (SIN®, Morelli®, and Conexao®). Methods: Twelve mini-implants of each brand were analyzed by scanning electron microscopy and energy dispersive X-ray (EDX). Results: There was no significant differences among SIN®, Morelli®, and Conexao® mini-implants comparing their surface topography by visualization of SEM micrographs and analysis of scores. The EDX analysis showed statistically significant difference among them for the amount of Ti, Al and V. Mini-implants SIN® presented also N and O in their composition. Conclusions: In conclusion, the mini-implants Morelli®, SIN® and Conexao® presented Ti as main component of the alloy. Remaining components, such as Al and V, were also observed in all the analyzed brands, with differences among them. Only SIN® mini-implants presented N and O. As far as surface topography is concerned, there are no differences among the three brands of mini-implants.

Keywords: orthodontics; orthodontic anchorage procedures; titanium.

Introduction

Temporary anchorage devices (TADs) such as mini-implants act as skeletal anchorage for Orthodontic movements. TADs are used when dental anchorage is insufficient or a large amount of dental movement is required. These devices are widely used in Orthodontics offering excellent results and solving anchorage problems that could not be addressed previously by overcoming the active versus reactive forces generated during tooth movement.

The optimal use of TAD should have some requirements such as small size, placement without drilling, stability to withstand immediate and long term loading, easy removal and comfort for the patient. All these features, especially the small dimensions of mini-implants, require a strong, high-grade titanium alloy. Grade 5 Ti, also known as Ti-6Al-4V, is composed of 6% aluminum, 4% nitrro, 0.25% (maximum) iron, 0.2% (maximum) oxygen and Ti (remaining percentage). The result is a combination of strength and fabricability. In biological terms, grade 5 machined Ti promotes cell proliferation, good cytocompatibility and cell adhesion although it does not provide a good-quality osseointegration, which facilitates removal when needed. The design of mini-implants should feature a head to engage elastic bands or sprains, a smooth transmucosal neck, an endossous self tapping body and a special groove in their tip to be used for cutting or tapping the bone during insertion, which is called lead angle.
Manufacturers can create mini-implants in different shapes and sizes. While they usually supply information on outer diameter and length, chemical composition, depth, pitch, lead angle of the thread as well as surface characteristics are rarely provided\(^7\). The objective of this study was to assess the surface topography and chemical composition of three brands of mini-implants (Morelli\(^8\), SIN\(^9\) and Conexao\(^9\)) by scanning electron microscopy (SEM) and energy dispersive X-ray (EDX).

**Material and methods**

The sample was composed of 36 mini-implants of 3 different commercial brands: SIN\(^9\) (São Paulo, SP, Brazil; n = 12, 1.4 mm diameter, 8 mm length), Morelli\(^8\) (Sorocaba, SP, Brazil; n = 12, 1.5 mm diameter, 8 mm length), and Conexao\(^9\); (Aruja, SP, Brazil; n = 12, 1.5 mm diameter, 8 mm length). All mini-implants were individually packaged and used as received from the manufacturers. Packages were only opened at the beginning of each analysis and carefully handled in order to prevent contamination.

**Analysis of Surface Topography by SEM**

The specimens were fixed on SEM-stub-holders and visualized through a field-emission scanning electron microscope (FE-SEM) type 6301F (JEOL Ltd., Tokyo, Japan) at 2kV with a working distance of 39mm and a small spot size. Representative SEM micrographs of the head, body and notch were taken from each sample of the different brands. A single experienced examiner viewed the samples at 30, 60 and 75x magnification to obtain the images after brightness, contrast and focus adjustments. Surface texture was observed and described in a qualitative manner, comparing the groups.

Mini-implant topography was evaluated according to the following scoring system: (0) absence of defects and irregularities (like striations or protrusions); (1) presence of defects in up to 25% of the mini-implant threads; (2) presence of defects in up to 50% of the mini-implant threads; (3) presence of defects in up to 75% of the mini-implant threads; (4) presence of defects in all mini-implant threads. The mean scores were analyzed statically by ANOVA and Tukey’s test. Significance level was \(t\) at 5%.

**Analysis of Chemical Composition by EDX**

The chemical composition of the same all mini-implants was analyzed by EDX at the same sites of the topographical analysis. The EDX generated graphics composed of the chemical compounds found in the device and their respective amounts. The information was gathered in a single table, which was used for the statistical analysis. Data were analyzed by ANOVA followed by Tukey’s posttest to detect differences regarding the amount of the studied chemical elements (C, Al, Ti, and V) in each mini-implant brand. Significance level was \(t\) at 5%.

**Results**

**Surface Topography**

SIN\(^9\) mini-implants were characterized by a clearly well-polished and visible head (Figure 1), uniform unidirectional threads, likely to be the result of machining. The machined metal surface of SIN\(^9\) appeared to be more satisfactory defined with few structural defects among the 12 (Figure 2). Morelli\(^8\) mini-implants revealed uniform threads, but with some surface defects, especially on the body. In addition, small irregularities, such as striations, were also visible on a typical machined metal surface (Figure 3). Conexao\(^9\) mini-implants presented no equivalent distance among the threads, with larger distances among the threads on the body compared with the head. The surface was homogenous, well polished, and with few structural defects such as protrusion (Figure 4). On the notch we observed a vertical design that is possibly very relevant to bone drilling (Figure 5).

The three mini-implant groups received score 1 (mean), with no statistically significant difference among the brands (\(p>0.05\)).
Chemical composition

Mini-implants from SIN®, Morelli® and Conexao® had Ti, O, Al and V in their composition. Carbon and nitrogen in smaller amounts were found as impurities in SIN® mini-implants (Figure 6). It was not possible to conduct statistical inference regarding elements N and O since their results for all the studied samples by Morelli® and Conexao® were zero (Table 1).

Discussion

Translational research is an important component of orthodontic research since it can translate information from the laboratory to enhance the outcomes of patients’ treatments. The present research analyzed mini-implants using SEM and EDX to verify their chemical composition and surface design, two aspects of major relevance when choosing the device to be used in a patient.

Titanium is a biocompatible metal with proper mechanical and corrosion resistance, which makes its presence in the composition of mini-screws very important.

Mini-implants present a composition commercially known as Ti-6al-4v with Al and V in addition to Ti. This type of alloy provides the mini-implant with greater resistance if compared with conventional implants with larger diameter. In contrast, such formulation generates lower biological compatibility decreasing the osseointegration phenomenon.

All the analyzed brands presented Ti as main component, and lower amounts of Al and V (score1). Conexao® and Morelli® mini-implants presented Ti with quantities equivalent to the respective manufacturers’ commercial descriptions. Mini-implant SIN® presented lower Ti concentration with statistically significant difference in relation to Morelli® (p<0.0001) but no significance in relation to Conexao®.

Alsamak et al. identified foreign mini-implants brands with the presence of Ti, V, Al and O in quantities similar to the ones found in our research, which corroborates the composition of the Ti 5 grade alloy.

Park et al. stated that the osseointegration phenomenon does not occur despite the presence of Ti in mini-implants, which is a very important characteristic to facilitate their removal.

SIN® presented other components, as N (1.59%), and O (18.04%). Chin et al. studied 5 different mini-implants associating their XPS survey spectra with a constitution of primarily C, O and Ti, but also detecting traces of N, Ca, Fe, Cr, Cu, Pb, Zn, and Si. The authors reported it as an apparent problem of surface contamination. Silverstein et al. evaluated three different brands of mini-implants by XPS and observed that the elements found in all them were mainly C, O, and Ti. They also found were other metals in small amounts, and other trace elements. All three mini-screws showed very different characteristics in surface composition.

Jofré et al. evaluated the 2-year survival rate of mini-implants that came into contact with stainless steel prior to insertion. SEM and EDX analyses revealed C and O in all mini-implants. Those that had contact with stainless steel, additional elements were identified, including Si, Ca, Fe, and Cr. The authors found that during the 2-year follow-up,
Table 1. Chemical elements detected in each group (n=12) of mini-implants SIN®, Morelli® and Conexao®

<table>
<thead>
<tr>
<th>Element</th>
<th>SIN® % mean (S.D.)</th>
<th>Morelli® % mean (S.D.)</th>
<th>Conexao® % mean (S.D.)</th>
<th>p value</th>
</tr>
</thead>
<tbody>
<tr>
<td>C</td>
<td>2.33 (0.61)</td>
<td>2.32 (0.73)</td>
<td>2.40 (0.41)</td>
<td>0.9252</td>
</tr>
<tr>
<td>N</td>
<td>1.59 (0.77)</td>
<td>0.00 (0.00)</td>
<td>0.00 (0.00)</td>
<td>—</td>
</tr>
<tr>
<td>O</td>
<td>18.04 (2.96)</td>
<td>0.00 (0.00)</td>
<td>0.00 (0.00)</td>
<td>—</td>
</tr>
<tr>
<td>Al</td>
<td>4.61 (0.17)</td>
<td>5.75 (0.18)</td>
<td>5.32 (0.72)</td>
<td>&lt;0.0001</td>
</tr>
<tr>
<td>Ti</td>
<td>72.88 (5.21)</td>
<td>88.11 (0.64)</td>
<td>77.98 (8.70)</td>
<td>&lt;0.0001</td>
</tr>
<tr>
<td>V</td>
<td>3.15 (0.35)</td>
<td>4.16 (0.23)</td>
<td>4.01 (0.23)</td>
<td>&lt;0.0001</td>
</tr>
</tbody>
</table>

Results were calculated as percentage and are presented in the table mean and standard deviation. Different letters in rows mean statistically significant difference among the mini-implants (p<0.05).
According to Melsen\textsuperscript{20} the head of mini-implants should be well polished to avoid the accumulation of biofilm on local tissues. This characteristic also decreases the possibility of causing injuries to the surrounding mucous membrane consequently increasing the possibility of success during the treatment. All the studied brands presented favorable characteristics in the area enabling their clinical use.

Further studies should be carried out in order to assess those mini-implants in vivo, which could enable their clinical use with improved safety.

In conclusion, the mini-implants by SIN\textsuperscript{®}, Morelli\textsuperscript{®} and Conexao\textsuperscript{®} presented Ti as main component of the alloy; the remaining components, such as Al and V, were also observed in all the analyzed brands. SIN\textsuperscript{®} was the only brand presenting mini-implant with chemical elements O and N. All mini-implants presented structural defects in the SEM analysis, with no differences among the groups.

Acknowledgements

We would like to thank the Osvaldo Cruz Foundation (Fiocruz), especially the Electron Microscopy Service, for supporting our research and providing a scanning electron microscope.

References