Plane-parallel ionization chamber for X-radiation of conventional radiography and mammography*

Câmara de ionização de placas paralelas para radiação-X de radiografia convencional e mamografia

Alessandro Martins da Costa¹, Linda V. E. Caldas²

Abstract

OBJECTIVE: To develop a double-faced plane-parallel ionization chamber for measurement of air kerma and air kerma rate in X-radiation fields utilized in conventional radiography and mammography. MATERIALS AND METHODS: The chamber has entrance windows made of aluminized polyester film, inner and guard electrodes of aluminum at one side (face A) and graphite at the other side (face G). The present study evaluated operational characteristics as regards response linearity, angular and energy dependence. RESULTS: The linearity of response was 0.86% for face A and 0.92% for face G. For radiation incidence angles, of 0° to ± 5°, the response variation was less than 0.8% for both faces of the chamber. The energy dependence of response was 0.8% for face A on X-ray qualities for conventional radiography, and 2.4% for the face G of the chamber on X-ray qualities for mammography. CONCLUSION: This chamber can be utilized on a routine basis for measurement of air kerma and air kerma rate in X-ray beams utilized in conventional radiography and mammography.

Keywords: Conventional radiography; Mammography; Quality control; Ionization chamber.

Resumo

OBJETIVO: Desenvolver uma câmara de ionização de placas paralelas de dupla face para determinação de kerma no ar e taxa de kerma no ar em campos de radiação-X utilizados em radiografia convencional e mamografia. MATERIAIS E MÉTODOS: A câmara desenvolvida tem janelas de entrada de poliéster aluminizado, elétrodos internos e anéis de guarda de alumínio em uma face (face A) e de grafite na outra (face G). Neste trabalho foram testadas as características operacionais de linearidade, dependência angular e energética de resposta. RESULTADOS: A linearidade de resposta foi de 0.86% para a face A e de 0.92% para a face G. Para ângulos de incidência da radiação de 0° a ± 5°, a variação da resposta relativa foi menor que 0,8% para ambas as faces da câmara. A dependência energética de resposta foi de 0,8% para a face A nas qualidades de raios-X para diagnóstico convencional e de 2,4% para a face G da câmara nas qualidades de raios-X para mamografia. CONCLUSÃO: Esta câmara pode ser utilizada rotineiramente na determinação de kerma no ar e taxa de kerma no ar em feixes de raios-X utilizados em radiografia convencional e mamografia.

Unitermos: Raio-X convencional; Mamografia; Controle da qualidade; Câmara de ionização.

INTRODUCTION

A program for radiodiagnosis quality guarantee may lead to the production of high-quality radiographic images and mini-
formed at regular intervals. Consequently, it is necessary to understand how an image is influenced by these parameters, and how their characteristics could be measured with appropriate tools.

Incident air kerma, HVL, reproducibility and linearity of air kerma rate as a function of the mAs are generally determined by the utilization of calibrated ionization chambers\(^6\). The knowledge about ionization chamber limitations is essential for its correct utilization\(^9\). The specifications for an ionization chamber design must be carefully understood by the user and correctly taken into consideration before any measurement is accepted as valid\(^10\).

In Brazil there has been an increasing interest in designing and constructing low-cost ionization chambers, demonstrating the feasibility of constructing radiation detectors with materials available in the domestic market.

Initially, ionization chambers were developed for X-radiation\(^11\) and beta-radiation\(^12\), respectively by Instituto de Radioproteção e Dosimetria, Rio de Janeiro, RJ, and Escola de Engenharia da Universidade Federal de Minas Gerais, Belo Horizonte, MG.

Plane-parallel ionization chambers for low-energy X-radiation and beta-radiation\(^13\), high-energy electrons\(^14\)-\(^16\), computed tomography\(^17\),\(^18\), radioprotection\(^19\), extrapolation chambers for X-radiation and beta-radiation of dermatologic and ophthalmologic applications utilized in brachytherapy\(^20\),\(^21\) have been constructed by Instituto de Pesquisas Energéticas e Nucleares.

The present study was aimed at developing a double-faced plane-parallel ionization chamber for determining air kerma and air kerma rate in X-radiation fields utilized in conventional diagnosis and mammography. One face of this ionization chamber is appropriate for measurements in conventional radiography (face A); the other (face G) is appropriate for measurements in mammography.

The ionization chamber developed in this study was calibrated for standard X-ray beams and submitted to tests according to the international recommendations\(^22\)-\(^24\). Operational characteristics of linearity, angular and energy dependence were tested according to the procedures applied for other ionization chambers\(^13\),\(^14\),\(^17\),\(^19\)-\(^21\),\(^25\),\(^26\).

**MATERIALS AND METHODS**

A double-faced plane-parallel ionization chamber for X-radiation beams utilized in conventional radiography and mammography was designed and constructed. The chamber is comprised of aluminized polymer entrance windows (1.7 mg/cm\(^2\)), aluminium (face A) and graphite (face G) inner electrodes and guard rings (face A) and sensitive volume of air 2.5 cm\(^3\). Figure 1 shows a schematic diagram of this chamber.

Ionization currents were measured with electrodes whose relevant characteristics are shown on Table 1.

Tests were performed with the ionization chamber coupled with a PTW Unidos electrometer. The polarization voltage was +400 V. The efficiency of the ions collection is > 99% at +400 V for both faces of the chamber\(^27\)-\(^29\). The leakage current is < 2 fA and the accuracy is > ±0.05% for both faces of the chamber.

The following irradiation systems were utilized: Rigaku Denki, Geigerflex model X-ray equipment with constant potential, with a Philips tube model PW 2184/00, beryllium 1 mm window and tungsten target, operating up to 60 kV; Medicor Mövek Röntgengyara, model Neo-Diagnomax X-ray single-phase equipment, full wave rectification, with tungsten target, operating up to 125 kV in radiographic mode, and up to 100 kV in fluoroscopic mode.

The X-ray systems characteristics are shown on Tables 2 and 3.

Table 4 shows the characteristics of the reference standard systems utilized in the ionization chamber calibration.

Considering that the ionization chambers utilized in the present study are unsealed, all the measurements were corrected for reference temperature and pressure conditions (20 °C and 101.3 kPa).

The measurement uncertainties evaluation and expression were performed ac-

---

**Table 1** Electrometers characteristics.

<table>
<thead>
<tr>
<th>Manufacturer</th>
<th>Model</th>
<th>Chamber voltage</th>
<th>Measurements accuracy</th>
</tr>
</thead>
<tbody>
<tr>
<td>PTW-Freiburg</td>
<td>Unidos</td>
<td>+ 400 V</td>
<td>≤ 0.5% reading + 1 digit</td>
</tr>
<tr>
<td>Radcal Corporation</td>
<td>9015</td>
<td>+ 260 V</td>
<td>4% reading + 1 digit</td>
</tr>
</tbody>
</table>

**Table 2** Rigaku-Denki system features for mammography qualities; inherent filtration: 1 mmBe; additional filtration: 0.06 mmMo. Focus-chamber distance:100 cm.

<table>
<thead>
<tr>
<th>Quality</th>
<th>Generation potential (kV)</th>
<th>Half-value layer (mmAl)</th>
</tr>
</thead>
<tbody>
<tr>
<td>R0M25</td>
<td>25</td>
<td>0.33</td>
</tr>
<tr>
<td>R0M28</td>
<td>28</td>
<td>0.34</td>
</tr>
<tr>
<td>R0M30</td>
<td>30</td>
<td>0.35</td>
</tr>
<tr>
<td>R0M35</td>
<td>35</td>
<td>0.38</td>
</tr>
</tbody>
</table>

---

Figure 1. Schematic diagram of the ionization chamber developed in the present study: (1) entrance windows (external electrodes), (2) collector electrodes (inner electrodes), (3) guard rings, (4) entrance windows fixation rings, (5) cables. The sensitive volume of air is 2.5 cm\(^3\).
Plane-parallel ionization chamber for X-radiation

RESULTS

The linear relation between the ionization current and the air kerma rate was determined by sequential irradiation of the both faces of the chamber in the RXM35 quality of mammography X-ray (Table 2) with variable tube current. The chamber was positioned at a 100 cm distance from the source, taking the entrance windows surface center as a reference. The air kerma rates were determined according to the standard system for mammography X-rays (Table 4). The data obtained are shown on Table 5. The responses were normalized for 0° corresponding to the average of five successive measurements. It may be observed that the chamber is in compliance with the IEC standard requirements (23): response variation up to ±3.0% because of incidence angle variation of ±5°. Maximum response variation was 0.8%.

X-ray qualities utilized in the chamber calibration are shown on Tables 2 and 3. The chamber was irradiated in the air, and positioned at the calibration distance taking the entrance window surface as reference. The calibration coefficients were obtained with the standard systems for each energy range (Table 4). Calibration coefficients obtained for the face A of the chamber in the qualities of conventional diagnostic X-rays, and for the face G in the qualities of mammography X-radiation are presented as a function of the half-value air kerma rate, 100 cm focus-chamber distance, taking the entrance windows surface as reference. The response was measured with the incidence angle ranging between 0° and ±5°, where 0° corresponds to a frontal irradiation. The results obtained are shown on Table 5. The straight lines represent the results from linear adjustments of these data. The uncertainty obtained for the angular coefficient, i.e., the uncertainty obtained for the response linearity was 0.86% for face A, and 0.92% for face G.

Also, the RXM35 quality of mammography X-ray was utilized for evaluating the chamber angular dependence. The chamber was irradiated in the air at 59.5 mGy/min.

Table 3 Medigor Mövek Röntgenyara system features for conventional diagnostic X-rays qualities: inherent filtration: 0.8 mmAl; total filtration: 2.5 mmAl. Focus-chamber distance: 50 cm.

<table>
<thead>
<tr>
<th>Quality</th>
<th>Generation potential (kV)</th>
<th>Half-value layer (mmAl)</th>
</tr>
</thead>
<tbody>
<tr>
<td>RQR 3</td>
<td>50</td>
<td>1.8</td>
</tr>
<tr>
<td>RQR 5</td>
<td>70</td>
<td>2.4</td>
</tr>
<tr>
<td>RQR 7</td>
<td>90</td>
<td>3.1</td>
</tr>
</tbody>
</table>

Table 4 Features of the standard systems utilized.

<table>
<thead>
<tr>
<th>Quality</th>
<th>Chamber</th>
<th>Volume (cm³)</th>
<th>Electrometer</th>
</tr>
</thead>
<tbody>
<tr>
<td>Mammography</td>
<td>Plane-parallel</td>
<td>6.0</td>
<td>Radcal 9015</td>
</tr>
<tr>
<td></td>
<td>Radcal 10x5-6M</td>
<td></td>
<td></td>
</tr>
<tr>
<td></td>
<td>(Conversor 9060)</td>
<td></td>
<td></td>
</tr>
<tr>
<td>Conventional X-rays</td>
<td>Plane-parallel</td>
<td>1.0</td>
<td>PTW Unidos</td>
</tr>
<tr>
<td></td>
<td>PTW 77334</td>
<td></td>
<td></td>
</tr>
</tbody>
</table>

Figure 2. A: Response linearity, face A, in the RXM35 quality of mammography X-ray. The straight line is a result from a linear adjustment of data. Uncertainties in ionization current values are < 2%. B: Response linearity, face G, in the RXM35 quality of mammography X-ray. The straight line is a result from a linear adjustment of data. Uncertainties in ionization current values are < 2%.
layer on Figures 3A and 3B. On these Figures, the right vertical scales represent correction factors normalized for reference qualities for each case.

The response energy dependence was 0.8% for face A in the qualities of conventional diagnostic X-rays, and 2.4% for the face G of the chamber in the qualities of mammography X-radiation. It may be observed that the chamber is in compliance with the IEC standard requirements(23): response variation up to ±5% with the radiation quality.

DISCUSSION

For a consistent quality of the images produced by manual techniques, the air kerma rate linearity as a function of the mAs for a determined kVp must be ≤20%.(6) It is important that the measured linearity is a characteristic of the X-ray equipment and is not affected by the lack of response linearity or inaccuracy of the ionization chamber utilized for the measurement. The standard uncertainty for any mAs value can be reduced, by increasing the number of measurements, provided all the measurements uncertainties are random and normally distributed. The accuracy is > ±0.05% for both faces of the chamber developed in the present study, limiting the number of exposures required for the measurement of the air kerma rate linearity as a function of the mAs and is not significant for the measurement uncertainty. The uncertainty obtained from the chamber response linearity is a systematic uncertainty and cannot be minimized by the measurements repetition. This uncertainty is small (< 1%) as compared with the criterion for an X-ray equipment performance (≤ 20%).

The air kerma rate for a determined kVp and mAs should not vary more than 10% across four consecutive exposures(6), i.e. the air kerma rate must be ≤ 10%. The accuracy of the chamber developed in the present study is much higher than the one acceptable for the air kerma rate of an X-ray equipment, and has no adverse effect on the reproducibility measurement.

Plane-parallel ionization chambers are designed to be utilized with the entrance windows facing the radiation source and perpendicular to beam axis. The angular dependence of the chamber developed in the present study was evaluated, considering the possibility of a little variation in the radiation incidence angle due the chamber positioning. It may be observed that the response variation caused by this little variation in the incidence angle does not result in a significant measurement uncertainty.

An ionization chamber response energy dependence is one of the main sources of uncertainty in the determination of an X-ray beam air kerma rate and HVL for a certain kVp. The ionization chamber utilized should present a minimal response energy dependence for each energy interval corresponding to the X-ray equipment. The response energy dependence is minimal both for the face A of the ionization chamber in the qualities of conventional diagnostic X-ray and for the face G in the qualities of mammography X-rays. The face A can be utilized for measuring the air kerma and the air kerma rate, and for determining the half-value layer in the qualities of conventional diagnostic X-rays, and face G in the qualities of mammography X-rays.

CONCLUSIONS

The performance tests demonstrated that the ionization chamber developed in the present study can be routinely utilized for determining the air kerma rate in a program for controlling the quality of X-ray equipment. The advantage of this chamber is that it can be utilized both for measurements in conventional radiography and mammography, provided the appropriate face is selected. Typically a specific type of ionization chamber is utilized for measurements in conventional radiography and another type of chamber in mammography.

The construction of this chamber corroborates the feasibility of producing radiation detectors with materials available in the domestic market.

Acknowledgements

Partial financial support for the development of the present study was granted by Conselho Nacional de Desenvolvimento
REFERENCES


