Meniscal repair by all-inside technique with Fast-Fix device

Leonardo José Bernardes Albertoni\textsuperscript{a}, Felipe Conrado Schumacher\textsuperscript{b}, Matheus Henrique Araújo Ventura\textsuperscript{b}, Carlos Eduardo da Silveira Francozi\textsuperscript{c,\textdagger}, Pedro Debieux\textsuperscript{d}, Marcelo Seiji Kubota\textsuperscript{a}, Geraldo Sérgio de Mello Granata Júnior\textsuperscript{c}, Marcus Vinícius Malheiros Luzzo\textsuperscript{e}, Antônio Altenor Bessa de Queiroz\textsuperscript{a}, Mario Carneiro Filho\textsuperscript{f}

\textsuperscript{a} MSc, Physician in the Knee Group, Department of Orthopedics and Traumatology, Escola Paulista de Medicina, Universidade Federal de São Paulo (EPM-UNIFESP), São Paulo, SP, Brazil
\textsuperscript{b} Third-year Resident Physician in the Department of Orthopedics and Traumatology, EPM-UNIFESP, São Paulo, SP, Brazil
\textsuperscript{c} PhD, Physician in the Knee Group, Department of Orthopedics and Traumatology, EPM-UNIFESP, São Paulo, SP, Brazil
\textsuperscript{d} Physician in the Knee Group, Department of Orthopedics and Traumatology, EPM-UNIFESP, São Paulo, SP, Brazil
\textsuperscript{e} PhD, Affiliated Professor and Physician in the Knee Group, Department of Orthopedics and Traumatology, EPM-UNIFESP, São Paulo, SP, Brazil
\textsuperscript{f} PhD, Affiliated Professor and Head of the Knee Group, Department of Orthopedics and Traumatology, EPM-UNIFESP, São Paulo, SP, Brazil

\textbf{ARTICLE INFO}

\textbf{Article history:}
Received 20 June 2012
Accepted 22 August 2012

\textbf{Keywords:}
Arthroscopy
Menisci tibial
Suture techniques

\textbf{ABSTRACT}

\textbf{Objective:} The objective of this study is to evaluate the results and effectiveness of the technique of meniscal repair type all-inside using Fast-Fix device.

\textbf{Methods:} A retrospective cohort study evaluating 22 patients with meniscal surgery between January 2004 and December 2010 underwent meniscal repair technique for all-inside with the Fast-Fix device with or without ACL reconstruction. Function and quality of life outcomes were chosen by the IKDC and Lysholm score, before and postoperatively, and reoperation rates, relying to the time of final follow-up. Statistical analysis was performed using the Student’s \(t\) test.

\textbf{Results:} The mean follow-up was 59 months (16–84). The Lysholm score showed 72% (16 patients) of excellent and good results (84–100 points), 27% (6 patients) fair (65–83 points) and no cases classified as poor (<64 points). According to the IKDC: 81% (18 patients) of excellent and good results (75–100 points), 18% of cases regular (50–75 points) and no patient had poor results (<50 points). There were no failures or complications.

\textbf{Conclusion:} The technique of meniscal repair type all-inside using the Fast-Fix device is safe and effective for the treatment of meniscal lesions in the red zone or red-white with or without simultaneous ACL reconstruction, with good and excellent results in most patients Level 4 Study.

© 2013 Sociedade Brasileira de Ortopedia e Traumatologia. Published by Elsevier Editora Ltda. All rights reserved.

---

\textsuperscript{\dagger} Study conducted at the Department of Orthopedics and Traumatology, Escola Paulista de Medicina, Universidade Federal de São Paulo, São Paulo, SP, Brazil.

\textsuperscript{\textdagger} Corresponding author at: Universidade Federal de São Paulo, Escola Paulista de Medicina, Departamento de Ortopedia e Traumatologia, Rua Borges Lagoa, 783, 5. andar, Vila Clementino, São Paulo, SP, CEP 04038-032, Brazil. Tel.: +55 11 5571 6621.

E-mail: cacarlos66@hotmail.com (C.E. da Silveira Francozi).

2255-4971/$ – see front matter © 2013 Sociedade Brasileira de Ortopedia e Traumatologia. Published by Elsevier Editora Ltda. All rights reserved.
Sutura do menisco pela técnica all-inside com o dispositivo Fast-Fix

RESUMO

Objetivo: Avaliar os resultados e a eficácia da técnica de reparo meniscal tipo all-inside com o uso do dispositivo Fast-Fix.

Métodos: Estudo de coorte retrospectivo com avaliação de 22 pacientes com lesão meniscal operados entre janeiro de 2004 e dezembro de 2010, submetidos ao reparo meniscal pela técnica all-inside com o dispositivo Fast-Fix e associados ou não à reconstrução do LCA. Função e qualidade de vida foram os desfechos escolhidos por meio dos questionários de Lysholm e IKDC, pré e pós-operatóriamente, além das taxas de reoperação, relevando-se o tempo de seguimento final. A análise estatística foi feita com o uso do teste t de Student.

Resultados: O tempo médio de seguimento foi de 59 meses (16–84). O escore de Lysholm apresentou 73% (16 pacientes) de excelentes e bons resultados (84–100 pontos), 27% (seis pacientes) regulares (65–83 pontos) e nenhum caso classificado como ruim (<64 pontos). Segundo o IKDC: 82% (18 pacientes) de excelentes e bons resultados (75–100 pontos); 18% de casos regulares (50–75 pontos) e nenhum paciente obteve resultados ruins (<50 pontos). Não ocorreram falhas ou complicações.

Conclusão: A técnica de reparo meniscal tipo all-inside com o uso do dispositivo Fast-Fix, nos pacientes avaliados, mostrou eficaz e segura para o tratamento das lesões de menisco na zona vermelha ou zona vermelho-branca associada ou não à reconstrução simultânea do LCA e apresentou resultados bons e excelentes na maioria dos pacientes.

© 2013 Sociedade Brasileira de Ortopedia e Traumatologia. Publicado por Elsevier Editora Ltda. Todos os direitos reservados.

Introduction

The menisci are fibrocartilaginous structure in the knee that perform important functions such as load absorption, synovial fluid distribution and lubrication, improvement of femorotibial joint congruence, and protection of the joint cartilage when subjected to axial loads. Absence of the meniscus is associated with joint instability and to increased cartilage degeneration. Therefore, meniscal repair should be preferable to meniscectomy, whenever feasible.

Meniscal sutures have already been performed for more than a century. They were first described and performed as open procedures by Annandale, in 1883, and Katzenstein, in 1908. Since then, a variety of techniques for performing meniscal sutures have been put forward, and these have evolved from sutures performed as open procedures to arthroscopic repair techniques of inside-out, outside-in and all-inside types.

Since the classic study on vascularization of the menisci conducted by Arnoczky and Warren in 1982, which demonstrated the possibility of achieving meniscal healing, arthroscopic techniques and particularly those of all-inside type have gained widespread use among physicians.

The all-inside arthroscopic suturing technique presents the advantage of not requiring secondary safety incisions for performing meniscal sutures, which diminishes the morbidity of the procedure. This technique presents less difficulty, a low complication rate and results similar to those from the classical suturing techniques.

The objective of this study was to evaluate the results and effectiveness of the all-inside meniscal repair technique, using the Fast-Fix device (Smith & Nephew, Andover, MA, USA), which was the precursor of the fourth generation of meniscal suturing.

Material and method

In a retrospective cohort study, 22 patients with meniscal injuries who underwent meniscal repair using the all-inside technique with the Fast-Fix device with or without anterior cruciate ligament (ACL) reconstruction (using the flexor tendons) between January 2004 and December 2010 were evaluated. All the procedures were performed by the same surgeon (JLB). Out of the 22 patients, 16 underwent simultaneous reconstruction of the ACL and six underwent arthroscopic suturing of a meniscal injury alone.

The patients were evaluated through applying the Lysholm questionnaire and that of the International Knee Documentation Committee (IKDC). Evaluations were made before and after the operation, with a minimum of 16 months of postoperative evaluation until the time of the final follow-up.

The inclusion criteria were that the injuries should be unstable longitudinal peripheral injuries of the meniscus, located in the red-red or red-white zones, which were 10 mm or more in length, and that the patients should answer the assessment questionnaires completely. Patients with concomitant ACL injury or failure underwent reconstruction of this ligament using flexor tendons, during the same surgical procedure.

The exclusion criteria were that there should not be an Outerbridge grade 3 or 4 chondral lesion in the same compartment; meniscal injuries with hybrid treatment, i.e. in which the meniscus was partially sutured and partially resected; and meniscal injuries that were sutured using repair techniques other than all-inside with the Fast-Fix device. In addition,
patients who did not answer the questionnaires completely or who were lost from the follow-up were excluded, as were those whose meniscal injuries were “unrepairable” (in the white zone, complex, radial or horizontal), osteoarthritic patients and those with inflammatory diseases.

The surgical technique consisted firstly of stimulating the borders of the meniscal injury by abrading them with a shaver or specific rasps, and subsequently drilling the most external portion of the meniscus using a Jelco no. 14, with the aim of creating channels for the vascular access. These two procedures are very important, because they facilitate and stimulate healing of the menisci. The meniscal suture in the true sense began with introduction of the Fast-Fix device into the knee within its protective sleeve. For sutures of the body of the meniscus, the anterior portal of the compartment opposite to that of the injured meniscus was used. On the other hand, for suturing injuries to the posterior cornu of the meniscus, the anterior portal of the same compartment was used. The Fast-Fix device was introduced into the meniscus twice, so as to cross meniscal injury horizontally, vertically or obliquely, according to the morphology of the injury. In this manner, the meniscus was advanced as far as the joint capsule such that two anchors could grip the meniscus around the capsule, thus stabilizing it. The device was then removed from the knee and the knot, which had been pre-assembled, was tensioned by means of a “knot-pulling” device, which also served for cutting the excess thread (Figs. 1–4).

After the operation, the patients remained without weight-bearing for six weeks, followed by another two weeks of partial weight-bearing. Thus, they were released from using crutches after eight weeks. Flexion was restricted to 90 degrees during the first four weeks and was then progressively allowed to increase. The same protocol was used for the patients with both ACL reconstruction and meniscal repair. The patients were allowed to return to sports activity when the operated limb had recovered at least 70% of its extensor mechanism strength, in relation to the contralateral limb. However, this was never less than six months after the operation.

Failure of the procedure was defined as the need for a new surgical procedure (partial meniscectomy), the presence of mechanical symptoms (such as joint blockage) or poor results according to the questionnaires (Lysholm score < 64 or IKDC score < 50).

The statistical analysis was done using Student’s t test, irrespective of statistical significance. A relationship between age and/or time elapsed after the operation and the functional result was sought.

Results

The data resulting from the individual questionnaires answered by each patient are shown in Table 1.

![Fig. 1 – Insertion of the first implant, with the needle starting in the external portion of the meniscus and crossing the capsule.](image)

![Fig. 2 – Insertion of the second implant, with the needle entering the internal portion of the meniscus and crossing the capsule.](image)

![Fig. 3 – The two implants now positioned after the capsule and the knot pre-assembled on the thread, with the needle already withdrawn from the joint.](image)
Twenty-two patients who underwent all-inside meniscal suturing were evaluated with regard to the results from the Lysholm and IKDC scales and reoperation rate, as presented in the table for the total sample. The mean length of follow-up was 59 months (16–84).

In the Lysholm scale, the results are considered to be excellent/good when the score is between 84 and 100 points; fair results have scores between 65 and 83; and poor results are those with scores of 64 or less. Among our results, 73% (16 patients) had excellent or good Lysholm scores, 27% (six patients) had fair scores and none of the patients had poor results (score < 64).

In turn, in the IKDC, results are considered to be excellent/good when the score is 75 points or over; fair results have scores between 50 and 74; and the results are taken to be poor when the scores do not reach 50 points. According to this scale, 82% of the cases (18 patients) were considered to have excellent results, 18% were fair and none were poor.

The Kolmogorov–Smirnov test was used to determine whether the scale scores presented normal distribution. This assumption was satisfied for both scales (p > 0.05). The paired Student’s t test was used to compare the scales from before to after the operation, as shown in Table 2.

There was a statistically significant improvement in the scale scores in comparing function from before to after the operation (p < 0.05).

Neither age nor time elapsed since the operation showed any statistically significant correlation with improvement on the functional scales (p > 0.05). There was only a statistically significant correlation between the improvements on the scales, i.e. the greater the improvement observed on the Lysholm scale was, the greater the improvement on the IKDC scale also was (r = 0.877 and p < 0.001), as shown in Table 3.

The absolute and relative changes in the Lysholm and IKDC scales were compared between the group that underwent simultaneous reconstruction of the ACL (73%) and the group that only underwent meniscal suturing (27%). The results suggested that there was a greater change between the pre and postoperative assessments in the group with simultaneous...
ACL reconstruction, but without statistical significance (Table 4).

No need for new surgery (for partial meniscectomy), or any presence of mechanical symptoms such as joint blockage, was observed in any of the patients evaluated, after the operation.

There were no neurovascular complications or any implant migration in any of the patients evaluated.

### Discussion

Suturing of the meniscus was introduced with the aim of preserving this tissue, so as to prevent the deleterious alterations resulting from its resection, even if done only partially. Such alterations have an effect in relation both to degeneration and to instability of the knee. Although meniscal repair presents a higher reoperation rate, it has better long-term results than partial meniscectomy.6,7,16

At the beginning of the development of meniscal suturing techniques, the first generation was based on the inside-out procedure of Henning.17 This was followed by the second generation of outside-in procedures, which was introduced by Warren18 with the aim of diminishing the risk of fibular nerve injury in lateral meniscal repairs. Also focusing on preventing neurovascular injury, the all-inside meniscal repair technique was introduced. This type of suturing initially consisted of using bioabsorbable devices such as arrows, darts or staples, and became the third generation of meniscal suturing. It presented potential benefits such as ease of use, adaptability to different types of injury, reduced duration of operations and diminished morbidity. However, it was not free from complications, such as early failure (due to breakage of the implant) and repair resistance that was inferior to that of the previous techniques (inside-out and outside-in), which presented more than twice the resistance to suture tear forces.19,20 To surmount these deficiencies of the initial implants of the all-inside third generation, the Fast-Fix device was developed as a modification of the Smith & Nephew T-Fix device, with the main aim of achieving suture resistance equal to that provided by the inside-out technique.12 These inside-out suturing devices using resistant thread have become known as the fourth generation, among which the Fast-Fix device is the precursor. Today, the all-inside technique performed using fourth-generation implants and the inside-out technique present similar success and complication rates.21

### Table 3 – Correlation between the questionnaires, age and time elapsed after operation.

<table>
<thead>
<tr>
<th>Correlation</th>
<th>Time elapsed after operation (months)</th>
<th>Change on Lysholm</th>
<th>Age</th>
</tr>
</thead>
<tbody>
<tr>
<td>Time elapsed after operation (months)</td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>r</td>
<td>0.178</td>
<td></td>
<td></td>
</tr>
<tr>
<td>p</td>
<td>0.428</td>
<td></td>
<td></td>
</tr>
<tr>
<td>N</td>
<td>22</td>
<td></td>
<td></td>
</tr>
<tr>
<td>Lysholm score</td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>r</td>
<td>0.108</td>
<td>−0.232</td>
<td></td>
</tr>
<tr>
<td>p</td>
<td>0.631</td>
<td>0.298</td>
<td></td>
</tr>
<tr>
<td>N</td>
<td>22</td>
<td></td>
<td></td>
</tr>
<tr>
<td>IKDC score</td>
<td></td>
<td>0.877</td>
<td></td>
</tr>
<tr>
<td>r</td>
<td>0.142</td>
<td>−0.155</td>
<td></td>
</tr>
<tr>
<td>p</td>
<td>0.530</td>
<td>0.490</td>
<td></td>
</tr>
<tr>
<td>N</td>
<td>22</td>
<td></td>
<td></td>
</tr>
</tbody>
</table>

r, relational strength; N, number of patients in the sample; p, statistical significance.

### Table 4 – Evaluation of meniscal suturing performed simultaneously with ACL reconstruction.

<table>
<thead>
<tr>
<th>Variable</th>
<th>Without reconstruction</th>
<th>ACL</th>
<th>p</th>
</tr>
</thead>
<tbody>
<tr>
<td></td>
<td>Mean</td>
<td>SD</td>
<td>N</td>
</tr>
<tr>
<td>Lysholm before</td>
<td>67.7</td>
<td>21.6</td>
<td>6</td>
</tr>
<tr>
<td>Lysholm after</td>
<td>93.3</td>
<td>10.6</td>
<td>6</td>
</tr>
<tr>
<td>Change in Lysholm (after-before)</td>
<td>25.7</td>
<td>22.5</td>
<td>6</td>
</tr>
<tr>
<td>Change in Lysholm % (after-before)/before</td>
<td>48.5</td>
<td>43.9</td>
<td>6</td>
</tr>
<tr>
<td>IKDC before</td>
<td>63.8</td>
<td>24.1</td>
<td>6</td>
</tr>
<tr>
<td>IKDC after</td>
<td>91.6</td>
<td>13.2</td>
<td>6</td>
</tr>
<tr>
<td>Change in IKDC (after-before)</td>
<td>27.8</td>
<td>29.5</td>
<td>6</td>
</tr>
<tr>
<td>Change in IKDC % (after-before)/before</td>
<td>60.8</td>
<td>59.7</td>
<td>6</td>
</tr>
</tbody>
</table>

The mean change on both scales was statistically equal for patients with and without ACL reconstruction (p > 0.05).

SD, standard deviation; N, sample; p, statistical significance.
With better comprehension of the importance of meniscal suturing, there has been rapid development of the repair techniques over the last 25 years. These improvements have been aimed mainly toward making surgery easier, and have led to increased use of this procedure. Unfortunately, in Brazil the popularity of meniscal repair still seems to be far behind what has been reached in other regions, such as the United States and Europe. This can be demonstrated partly by the relative scarcity of studies published in the Brazilian literature on this topic and partly by the difficulty of having these devices released for use through healthcare service agreements and within the Brazilian National Health System (SUS), given that they make the final cost of surgery higher. Auditors and managers do not understand the real benefit that this increased expenditure brings for patients and consequently deny requests to use these devices. The technological gap that exists between Brazil and more developed countries should also be mentioned, considering that approval for devices developed outside of Brazil that are more advanced ends up being delayed by controlling bodies. Furthermore, the Brazilian materials are often well below what is desired, and are sometimes even improper for use.

In considering treatment failure to be the need for a new surgical procedure, the presence of mechanical symptoms or a Lysholm score less than 64 or IKDC less than 50, we were able to conclude that in our study there were no cases of failure and that no complications were diagnosed. However, it needs to be borne in mind that in the present study, the sample was relatively small and that this may have influenced the result. In addition, the mean duration of postoperative assessment was 59 months (medium term). If we were to evaluate these patients again, over a longer term, we would probably find cases of failure with the need for a new surgical procedure. In stratifying the results according to the scores obtained, the Lysholm scale showed that 73% of the results were excellent and good and 27% were fair. None of the patients were classified as poor. According to the IKDC, 82% of the results were excellent and good and 18% were fair. Once again, none of the results were classified as poor.

In the literature, the clinical success rates for meniscal sutures are between 83% and 96.4%, when done together with ACL reconstruction, and 84% when the procedures are done at different times. On the other hand, the rate of good results from conservative treatment for meniscal injuries in association with ACL reconstruction has been found to be 50–61%. When the meniscal repair is done separately, without association with ACL reconstruction, a failure rate of 17–19% has been reported.

The greater success rate presented here can be partly explained by a less rigorous assessment criterion, given that in some of the studies presented, the sutured meniscus was evaluated by means of a second arthroscopy procedure and, in certain cases, meniscal injuries were seen to be present in clinically symptomless patients, which increased the rigor of the results. Other potential factors were the small sample size and the greater rigor in choosing the sutured injuries. In the present study, also differing from the literature, the success rate from meniscal repair when associated with ACL reconstruction was not seen to be greater than in the same procedure done separately. The explanation for this is probably related to the small number of patients, given that despite the lack of statistical significance, there was a tendency for patients with simultaneous ACL reconstruction to present better pre and postoperative evaluations.

Conclusion

Among the patients studied, the all-inside meniscal repair technique using the Fast-Fix device was effective and safe for treating meniscal injuries in the red zone or red-white zone, with or without simultaneous ACL reconstruction, and presented good or excellent results in the majority of the patients.

Conflicts of interest

Dr. Leonardo José Bernardes Albertoni is a consultant for Pró-Cirurgia Especializada (PCE), the distributor for Smith & Nephew in Brazil, but he declares that he did not receive any incentive to carrying out this study. The authors declare that there were no conflicts of interest.

REFERENCES