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Objective:Objective:Objective:Objective:Objective: To assess the effectiveness of the Veress needle puncture in the left hypochondrium and the accuracy of the tests

described for the intraperitoneal correct positioning of the tip of the Veress needle in an unselected population. Methods:Methods:Methods:Methods:Methods: Ninety-

one patients consecutively scheduled for Videolaparoscopy had the abdominal wall punctured in the left hypochondrium. There

were no exclusion criteria. The patients received general anesthesia and mechanical ventilation according to the protocol. After

puncturing five tests were used to confirm the positioning of the needle tip within the peritoneal cavity: aspiration test – AT;

resistance to infusion – Pres; recovery of the infused fluid – Prec, dripping test - DT, and test of initial intraperitoneal pressure – IIPP.

The test results were compared with results from literature for groups with defined exclusion criteria. The results were used for

calculating sensitivity (S) specificity (E), positive predictive value (PPV) and negative predictive value (NPV). Inferential statistical

methods were used to analyze the findings. Results:Results:Results:Results:Results: There were 13 failures. AT had E = 100% and NPV 100%. Pres had S = 100%,

E = 0; PPV = 85.71%; NPV does not apply. Prec: S = 100%, E = 53.84%, PPV = 92.85%, NPV = 100%. DT: S = 100%, E = 61.53%,

PPV = 93.97% NPV 100%. In IIPP, S, E, PPV and NPV were 100%. Conclusion:Conclusion:Conclusion:Conclusion:Conclusion: The puncture in the left hypochondrium is effective

and the performed tests guide the surgeon regardless of sex, BMI, or previous laparotomy.
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INTRODUCTIONINTRODUCTIONINTRODUCTIONINTRODUCTIONINTRODUCTION

The creation of pneumoperitoneum is the first step for
realization of laparoscopy. Most complications

associated with this procedure occur during its most critical
stage, the access to the peritoneal cavity1, due to the
significant risk of vascular and visceral lesions2.

Vascular injuries represent the most common
causes of death in laparoscopic procedures (15 to 75%)3,4,
followed by unnoticed intestinal lesions (25%). Damage to
major vessels and to the bowel may occur when the Veress
needle is blindly inserted into the abdomen, before inflation,
as occurs in the closed technique3. Reports of malpractice
suits related to laparoscopy informed that 18% of the

complaints occurred as a result of accidents in the
establishment of pneumoperitoneum and it is estimated
that about half of all laparoscopic complications were
attributed to technical problems in this phase4.

Although there is no consensus regarding the best
method for accessing the peritoneal cavity5, the Veress
needle puncture6 is the most commonly applied2,7. In a study
with 155,987 laparoscopic procedures, there was an 81%
rate of Veress needle usage7.

The classic site of puncture is the midline of the
abdomen, near the umbilical scar8. In this region, the
puncture presents with risks of large vessels injury due to
the short distance from the anterior abdominal wall to these
vascular retroperitoneal structures9. In thin people, this
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distance may be less than two centimeters3. The abdomi-
nal aorta and vena cava, as well as the common iliac
vessels, are particularly prone to injury during Veress needle
puncture in the vicinity of the umbilical scar10. Despite the
low prevalence of this occurrence (0.05% to 0.5%),
mortality rates range between 8% and 17%, reaching
21% when there is unnoticed associated intestinal lesions4-

11. The severity of this type of iatrogenic injury is minimized
when the punctures are made in locations away from the
midline12 15.

Additionally, patients with previous abdominal
surgery are at increased risk of visceral lesions by Veress
needle because of adhesions that typically occur at the
level of healing of surgical incision of the anterior parietal
peritoneum. Autopsy studies have found adhesions in 74%
to 95% of patients with abdominal previous surgeries3.
Midline incisions are those that present the greatest risk
of adhesions around the umbilicus. Nevertheless, even
abdominal incisions away from the umbilical scar may
determine the formation of adhesions in the periumbilical
region3.

The puncture in the left upper quadrant has
been mentioned as being safe, without major risk of
iatrogenic injury12-16. It should be noted that in the left
upper quadrant the occurrence of internal adhesions is
very rare, as it is known that the respiratory movements
of the diaphragm constantly mobilize structures in this
region and hamper the adherence to the anterior abdo-
minal wall. Hence, the puncture in the left hypochondrium
is preferred by some surgeons in patients with previous
laparotomy13. There are also surgeons who perform
bariatric surgeries and prefer the left upper quadrant for
the creation of pneumoperitoneum in their patients14.
This preference is due to the fact that in obese patients
the open technique presents additional difficulties due
to excess weight and puncture in the midline is
dangerous because of the thickness of the fat tissue and
the high position of the umbilicus in the abdomen. These
characteristics make the puncture difficult and can cau-
se injury, interesting mainly the large retroperitoneal
vessels15.

In clinical trials involving selected patients16-18

the efficacy of the puncture in the left hypochondrium
for the creation of pneumoperitoneum was equivalent
to the puncture in the midline16 17 (considered by many
the gold standard), and its safety has been
demonstrated18.

Additionally, the tests recommended for
confirming the intraperitoneal position of the tip of Veress
needle proved to be appropriate in this specific population,
with selected demographic and anthropomorphic features16-

18. Similarly, in relation to the samples of those researches16-

18, it was demonstrated that the intraperitoneal pressure
and the volumes of injected gas in the various predetermined
moments of the study are useful and sufficient parameters
to guide the surgeon as to the correct positioning of the

Veress needle tip in the several moments of the insuflation
procedure16-18.

In that sense, it remains to be determined
whether in the general population, with diverse
demographic and anthropomorphic characteristics, evidence
of the needle puncture in the left upper quadrant can be
universally adopted as necessary and sufficient parameters
of safe pneumoperitoneum instalation.

There are variations on the initial intraperitoneal
pressure indicating the correct positioning, between 520 and
816 mmHg, considering that higher values indicate poor
positioning (wall or solid viscera).

This study aimed to verify the efficiency in the
creation of pneumoperitoneum by Veress needle puncture
in the left hypochondrium in an indiscriminately extracted
sample of the population of patients undergoing
laparoscopy.

METHODSMETHODSMETHODSMETHODSMETHODS

This research was approved by the Ethics in
Research of the University of Taubaté (No. 0039/07) and
by the Ethics in Research of the Federal University of
São Paulo (No. 1310/07). All patients signed a consent
form.

Ninety-one patients, without any considered
exclusion criteria, consecutively scheduled to undergo
Videolaparoscopy in the Department of General Surgery,
Hospital Municipal José de Carvalho Florence, had the
abdominal wall punctured in the left hypochondrium
with a Veress needle to establ ish art i f ic ia l
pneumoperitoneum by insufflation of carbon dioxide.
The needle used was of permanent use, 12-cm long
and had a 2-mm outside diameter (Storz®). The sample
consisted of 69 women (75.8%) and 22 men (24.2%),
with a mean age of 47.92 years (SD +-15.06, median
= 46, 16 to 86 years). The average Body Mass Index
(BMI) was 26.16 (+-4.97), with a median of 25.71 and
range between 18.37 and 48.11. Forty patients (44%)
were considered healthy by BMI (<25), whereas 34
(37.4%) were overweight (BMI between 25 and 30)
and 17 (18.7%) were obese (BMI> 30). Sixty patients
(65.9%) had previous abdominal surgery. No exclusion
criterion was adopted.

The patients underwent general anesthesia
with tracheal intubation and mechanical ventilation. They
received 0.1mg/kg midazolam 30 minutes before
anesthesia, which was later achieved with 2 mg/kg
propofol and 0.5 mcg/kg fentanyl, and paralysis with
0.5 mg/kg atracurium. Soon after intubation, an
orogastric tube was introduced and stomach contents
aspirated.

The puncture technique in the left hypochondrium
was held with the patients in supine position, with a 30
degree proclivity. We made a 2-mm incision in the skin of
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the costal border, about 8 cm left from the midline, in which
the needle was introduced perpendicularly to the anterior
abdominal wall (Figure 1).

After puncturing, the five tests were used to
confirm the positioning of the needle tip within the
peritoneal cavity (Figure 2).

The tests were carried out in the following
sequence: aspiration test – AT; resistance to infusion - Pres;
recovery of the infused fluid – Prec; dripping test – DT; and
initial intraperitoneal pressure test (IIPP) (Figure 2).

The aspiration test (AT) used a 10 ml syringe
containing 5 ml of saline solution that was infused through
the Veress needle, followed by attempted aspiration of the
same fluid. It was considered positive when any type of
material was present in the syringe and labeled as negative
when no material were aspirated.

Resistance to infusion test (Pres): injection of 5
ml of saline through the needle, finding moderate resistance
to liquid flow (positive test) or, conversely, noticing a
significant increase in resistance (negative test).

Recovery of infused fluid test (Prec): after infusion
of 5 ml saline, aspiration was attempted, the test being
considered positive when no injected liquid was recovered,
and negative when all or part of the infused fluid was
recovered.

Dripping Test (DT): after dripping saline into the
needle reservoir, we observed the immediate disappearance
of the drops (positive test) or, conversely, accumulation of
fluid in the reservoir (negative test).

The initial intraperitoneal pressure test (IIPP)
was considered positive (needle in proper position within
the peritoneal cavity and outlet of gas free of
obstruction) if the pressure were equal to or less than 8
mmHg in the first 10 seconds, and negative (needle in

inadequate position or with clogged orifice) if the
pressure were greater than this value and so remained
for 10 seconds.

The Pres, Prec and DT tests were performed and
registered according to the pre-determined protocol, one
after the other, whether they would be positive or negative.
After these tests, the insuflator was set to deliver a flow of
1.2l/min and maximum intraperitoneal pressure was set to
12 mmHg. After the insuflator hose was connected to the
needle and after the maneuver known as “shaking” (little
jolt to release the tip of the needle from the omentum) it
was activated, the IIPP test being carried out. If the IIPP
was above 8 mmHg and remained that way, it was
considered negative, the procedure was labeled a failure,
the Veress needle was withdrawn and the whole procedure
restarted.

Should the IIPP be positive, we proceeded with
the insufflation of carbon dioxide until the pressure reached
12 mmHg, recording the procedure as successful once the
laparoscopic trocar and the optics were inside the peritoneal
cavity.

The sensitivity (S) of the tests was defined as the
proportion of patients with the condition investigated that
were detected by the test, according to the formula: S =
[true positives / (true positives + false negatives)] x 100 %.
Verification that the patient was in fact positive was made
by the effective creation of pneumoperitoneum, diagnosed
by direct visualization through a laparoscope introduced
into the peritoneal cavity.

The specificity (E) of the test was defined as the
proportion of patients without the condition who were
correctly diagnosed as such, according to the formula: E =
[true negatives / (true negatives + false positives) ] x 100%.
Verification that the patient did not in fact have the condition
was given by the inability to effectively inflate the peritoneal
cavity.

The positive predictive value (PPV) was regarded
as the probability of the needle to be well positioned,
given a positive result of a test. The negative predictive
value (NPV) was the probability of the needle to be in
fact poorly positioned when the test was negative. Both
figures aid in evaluating the reliability of the tests’ results
and were calculated using the following equations: PPV =
[true positives / (true positives + false positives)] x 100%;
NPV = [true negatives / (true negatives + false negatives)]
x100%.

We studied the correlation between the variables
pressure and intraperitoneally injected volume in the group
as a whole, within a confidence interval of 95%.

Qualitative variables were represented by
absolute and relative frequency, and quantitative ones
as mean, standard deviation and minimum and
maximum values. The equivalence or not between the
study groups was establ ished by studying the
occurrence or not of overlapping confidence intervals
(95%).

Figure 1Figure 1Figure 1Figure 1Figure 1 - Representation of the location of the Veress needle
puncture in the left upper quadrant, near the costal
margin, 8 cm from the midline of the abdomen. The
point where the puncture should be performed is
depisted, noting the distance of the major
retroperitoneal vessels (aorta, vena cava, primitive
iliac arteries and veins) and vessel caliber of the upper
abdominal wall (left superior epigastric artery and
vein).

Punction site
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margin
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RESULTSRESULTSRESULTSRESULTSRESULTS

There were no complications in this study
punctures.

There were 13 failures to establish
pneumoperitoneum in the first puncture attempt. These
failures were all identified by the initial evidence of
intraperitoneal pressure test (IIPP). No other test had the
100% efficiency demonstrated by IIPP in the detection of
failures that actually occurred (Table 1).

In general, the sensitivity (S), specificity (E),
positive predictive value (PPV) and negative predictive value
(NPV) of the intraperitoneal positioning tests of the Veress
needle tip used in this study were as follows: aspiration
test: S = not applicable, E = 100%, PPV = not applicable;
NPV = 100%; injection test: S = 100%, E = 0%, PPV =
85.71%, NPV = not applicable; recovery test S = 100%, E
= 53.84%, PPV = 92.85%, NPV = 100%; dripping test: S =
100%, E = 61.53%, PPV = 93.97%, NPV = 100%; initial
intraperitoneal pressure test: S = 100% S = 100%, PPV =
100%, NPV = 100% (Table 2).

DISCUSSIONDISCUSSIONDISCUSSIONDISCUSSIONDISCUSSION

The validity of the evidence for the location of
the tip of the Veress needle in the creation of
pneumoperitoneum has been well demonstrated18. A study
comparing the two puncture techniques (umbilical versus
left upper quadrant) with a sufficient level of evidence
require sampling of more than 100,000 pacients19 to detect
the reduction of accidents (prevalence of 0.05% to 0.5%)
and larger complications. Thus, the improvement in
identification methods of the needle position and injuries
by the test of confirmation after puncture and during the
pneumoperitoneum establishment becomes of capital
importance20. It is also useful to adopt parameters of volu-
me of gas injected into each moment and resultant
intraperitoneal pressure during inflation to ensure the correct
location of the gas inside the cavity peritoneal21. It was also
demonstrated that the development of pneumoperitoneum
runs as well with the alternative puncture in the left
hypochondrium as with the classic one, in the abdomen
midline17.

Figure 2Figure 2Figure 2Figure 2Figure 2 - Tests of positioning of the tip of the Veress needle - Proof of aspiration (AT): aspiration with a 5 ml syringe through a Veress
needle. Considered positive when any type of material was present in the syringe (IA), and negative when no material was
present in the syringe (IB). Resistance test (Pres): 5 ml injection of saline through the needle and there is moderate resistance to
the flow (II-A: positive test) or, alternately, an increase in resistance (II-B: negative test). Recovery test (Prec): after infusion of 5
ml saline, aspiration is attempted, considering a positive test when not recovering the injected liquid (IIIA), or negative when all
or part of the liquid infused is recovered (III-B). Dripping test (DT): dripping saline into the needle reservoir, we observed the
immediate disappearance of the drops (IV-A: positive test) or, conversely, the accumulation of fluid in the reservoir, with floating
of the needle ball (IV-B: negative test).
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We should reiterate that to compare the risk of
this puncturing technique with the risk of puncture in the
midline of the abdomen at the umbilicus (0.05 to 1.8%) it
would require a prospective study interesting 100,000 pa-
cientes19. However, the greater security of the puncture
in the left hypochondrium in comparison to the one in the
umbilicus can only be deduced from considerations
regarding the topographical relationships of the structures
at risk, with special attention to the midline retroperitoneal
great vessels9 and to the preferential topography of the
midline adhesions. There are reports of lower risk of
iatrogenic injuries12-15 when the puncture is made in the
left hypochondrium because it is out of the midline, where
there is greater chance of injury of major retroperitoneal
vessels12-13.

Nonetheless, for the left hypochondrium puncture
one must take into account the risk of injury to the superior
epigastric vessels and structures immediately posterior to
the anterior abdominal wall at the puncture site, such as
the gastric body, transverse colon and greater omentum.
However, the trunks and branches of larger caliber of the
superior epigastric vessels never lie at a distance greater
than eight centimeters from the midline of the abdomen,
so punctures beyond that distance prevent lesions of those
vessels21-23.

The va lues  of  tes ts  and parameters
established to assess the safety in the development of

pneumoperitoneum has been shown by Azevedo16-18

in patients without previous abdominal surgeries,
previous intra-abdominal inflammatory conditions and
with a BMI below 30. The author found sensitivity,
specificity, positive and negative predictive values for
each test performed and appointed the one that
reached 100% in a l l  of  these cr i ter ia :  in i t ia l
intraperitoneal pressure test (IIPP). Azevedo defined
IIPP as not only the pressure measured by the insuflator
before starting to inflate, but also the one observed
after the first 10 seconds. He established 8 mmHg as
a safe upper limit – values that remain above mean
poor positioning – and found an average initial value
of about 4 mmHg.

In conclusion, the Veress needle puncture in the
left hypochondrium for creation of the pneumoperitoneum
is safe and effective when sampling is made indiscriminately
from patients undergoing laparoscopy. The five tests applied
together are adequate to guide the surgeon as to the correct
positioning of the needle tip in the beginning of inflation
regardless of gender, body mass index or previous
operations.

The authors thank the administration of the Hos-
pital Municipal José de Carvalho Florence, Sao Jose dos
Campos, São Paulo, Paulista and the Society for the
Development of Medicine (SPDM) for the financial and
logistical support for this research.

Tabela 1 -Tabela 1 -Tabela 1 -Tabela 1 -Tabela 1 - Performance of each test to detect failures at the first attempt to insert the Veress needle into the peritoneal
cavity.

Test (n = 91)Test (n = 91)Test (n = 91)Test (n = 91)Test (n = 91) Negative tests (incorrect positioning of the tip of the Veress needle)Negative tests (incorrect positioning of the tip of the Veress needle)Negative tests (incorrect positioning of the tip of the Veress needle)Negative tests (incorrect positioning of the tip of the Veress needle)Negative tests (incorrect positioning of the tip of the Veress needle)

NumberNumberNumberNumberNumber Proportion (%)Proportion (%)Proportion (%)Proportion (%)Proportion (%) 95% CI95% CI95% CI95% CI95% CI

Aspiration 0 0 __
Injection 0 0 __
Recovery 6 6,59 [0,013; 0,092]
Dripping 5 5,49 [0,011; 0,139]
Initial intraperitoneal pressure 13 14,29 [0,028; 0,1806]
Failed attempts 13 14,29 [0,028; 0,1806]

CI = Confidence interval.

Tabela 2 -Tabela 2 -Tabela 2 -Tabela 2 -Tabela 2 - Results of tests performed.

Tes tTes tTes tTes tTes t Sensit iv i tySensit iv i tySensit iv i tySensit iv i tySensit iv i ty Specif ic i tySpecif ic i tySpecif ic i tySpecif ic i tySpecif ic i ty PPVPPVPPVPPVPPV NPVNPVNPVNPVNPV

Aspiration - 100% - 100%
Injection 100% 0% 85,71% -
Recovery 100% 53% 92,7% 100%
Dripping 100% 61,53% 93,97% 100%
Initial intraperitoneal pressure 100% 100% 100% 100%

PPV = Positive Predictive Value. NPV = Negative Predictive Value.
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R E S U M OR E S U M OR E S U M OR E S U M OR E S U M O

Objetivo:Objetivo:Objetivo:Objetivo:Objetivo: Verificar a eficiência da punção com agulha de Veress no hipocôndrio esquerdo, a acurácia dos testes descritos para
o correto posicionamento intraperitoneal da ponta da agulha de Veress em população não selecionada. Métodos:Métodos:Métodos:Métodos:Métodos: Noventa e
um pacientes, sem quaisquer critérios de exclusão, consecutivamente agendados para procedimentos videolaparoscópicos,
tiveram a parede abdominal puncionada  no hipocôndrio esquerdo. Os pacientes receberam anestesia geral e ventilação
controlada mecânica segundo o protocolo. Após a punção foram utilizadas cinco provas para testar o posicionamento da ponta
da agulha no interior da cavidade peritoneal: prova da aspiração – PA, da resistência à infusão – Pres, da recuperação do líquido
infundido – Prec, prova do gotejamento - PG, e a prova da pressão intraperitoneal inicial - PPII. Os resultados foram considerados
para cálculo da sensibilidade (S) e da especificidade (E) e valores preditivos positivos (VPP) e valores preditivos negativos (VPN).
Métodos inferenciais estatísticos  foram utilizados na análise dos achados. Resultados: Resultados: Resultados: Resultados: Resultados: Ocorreram 13 fracassos. A PA teve
E=100% e VPN=100%. Pres teve S=100%; E=0; VPP=85,71% VPN= não se aplica. Prec: S=100%; E= 53,84%; VPP= 92,85%;
VPN= 100%. PG: S=100%; E= 61,53%; VPP= 93,97% VPN= 100%. Na PPII, a S, E, VPP e VPN foram de 100%. Conclusão: Conclusão: Conclusão: Conclusão: Conclusão: A
punção     no hipocôndrio esquerdo é eficiente, as provas realizadas orientam o cirurgião a despeito do gênero, IMC ou operações
prévias.

Descritores: Descritores: Descritores: Descritores: Descritores: Pneumoperitônio artificial. Biópsia por agulha. Procedimentos cirúrgicos minimamente invasivos. Laparoscopia.
Laparoscopia, Efeitos adversos.

REFERENCESREFERENCESREFERENCESREFERENCESREFERENCES

1. Shamiyeh  A, Glaser K, Kratochwill H, Hörmandinger K, Fellner F,
Wayand WU, Zehetner.J. Lifting of the umbilicus for the installation
of pneumoperitoneum with the Veress needle increases the
distance to the retroperitoneal and intraperitoneal structures.
Surg Endosc. 2009;23(2):313-7.

2. Catarci M, Carlini M, Gentileschi P, Santoro E. Major and minor
injuries during the creation of pneumoperitoneum. A multicenter
study on 12,919 cases. Surg Endosc. 2001;15(6):566-9.

3. Anaise D. Vascular and bowel injuries during laparoscopy.
[monography of the Internet]. Disponível em http://
www.danaise.com/vascular_and_bowel_injuries_duri.htm

4. Wind J, Cremers JE, van Berge Henegouwen MI, Gouma DJ, Jansen
FW, Bemelman WA. Medical liability insurance claims on entry-
related complications in laparoscopy. Surg Endosc.
2007;21(11):2094-9.

5. Neudecker J, Sauerland S, Neugebauer E, Bergamaschi R, Bonjer
HJ, Cuschieri  A, Fuchs KH, Jacobi CH, Jansen FW, Koivusalo AM,
Lacy A, McMahon MJ, Millat B, Schwenk W. The European
Association for Endoscopic Surgery clinical practice guideline on
the pneumoperitoneum for laparoscopic surgery. Surg Endosc.
2002;16(7):1121-43.

6. Veress J. Neues instrument zur Ausfuhrung von brust-oder
bauchpunktionen und pneumothoraxbehandlung. Dtcsch Med
Wochenshr. 1938;41(8):1480-1.

7. Molloy D, Kaloo PD, Cooper M, Nguyen TV. Laparoscopic entry: a
literature review and analysis of techniques and complications of
primary port entry. Aust N Z J Obstet Gynaecol. 2002;42(3):246-
54.

8. Tsaltas J, Pearce S, Lawrence A, Meads A, Mezzatesta J, Nicolson
S. Safer laparoscopic trocar entry: it’s all about pressure. Aust N Z
J Obstet Gynaecol.  2004;44(4):349-50.

9. Pirró N, Ciampi D, Champsaur P, Di Marino V. The anatomical
relationship of the iliocava junction to the lumbosacral spine and
the aortic bifurcation. Surg Radiol Anat. 2005;27(2):137-41.

10. Roviaro GC, Varoli F, Saguatti L, Vergani C, Maciocco M, Scarduelli
A. Major vascular injuries in laparoscopic surgery. Surg Endosc.
2002;16(8):1192-6.

11. Azevedo JL, Azevedo OC, Miyahira SA, Miguel GP, Becker OM
Jr, Hypólito OH, Machado AC, Cardia W, Yamaguchi GA,
Godinho L, Freire D, Almeida CE, Moreira CH, Freire DF. Injuries
caused by Veress needle insert ion for creation of
pneumoperitoneum: a systematic literature review. Surg Endosc.
2009;23(7):1428-32.

12. Palmer R. Safety in laparoscopy. J Reprod Med. 1974;13(1):1-
5.

13. Rohatgi A, Widdison AL. Left subcostal closed (Veress needle)
aproach is a safe method for creating a pneumoperitoneum. J
Laparoendosc Adv Surg Tech A. 2004;14(5):278-80.

14. Scwartz ML, Drew RL, Andersen JN. Induction of
pneumoperitoneum in morbidly obese patients. Obes Surg.
2003;13(4):601-4.

15. Hurd WW, Bude RO, DeLancey JO, Pearl ML. The relationship of
the umbilicus to the aortic bifurcation: implications for laparoscopic
technique. Obstet Gynecol. 1992;80(1):48-51.

16. Azevedo JLMC, Azevedo OC, Becker Júnior OM, Hypólito OHM,
Machado ACCG, Freire DF. Veress needle insertion in the left
hipochondrium in creation of the pneumoperitoneum: validation
of the technique, value of tests and importance of intraperitoneal
pressure and volume of gas injected during insufflations. Bras J
Vídeo-Sur. 2008;1(1):20-8.

17. Azevedo OC, Azevedo JL, Sorbello AA, Miguel GP, Guindalini RS,
Godoy AC. Veress needle insertion in the left hypochondrium in
creation of the pneumoperitoneum. Acta Cir Bras. 2006;21(5):296-
303.

18. Azevedo OC, Azevedo JL, Sorbello AA, Miguel GP, Wilson Júnior
JL, Godoy AC. Evaluation of tests performed to confirm the position
of the Veress needle for creation of pneumoperitoneum in selected
patients: a prospective clinical trial. Acta Cir Bras. 2006;21(6):385-
91.

19. Cakir T, Tuney D, Esmaeilzadem S, Aktan AO. Safe Veress
needle insertion. J Hepatobiliary Pancreat Surg. 2006;13(3):225-
7.

20. Fletcher RW, Fletcher SE.  Risco: um olhar sobre o futuro. In: Fletcher
RW, Fletcher SE. Epidemiologia clínica: elementos essenciais. 4.
ed. Porto Alegre: Artmed; 2006. p. 98-115.

21. Azevedo JL, Azevedo OC, Sorbello AA, Becker OM, Hypólito O,
Freire D, Miyahira S, Guedes A, Azevedo GC. Intraperitoneal
pressure and volume of gas injected as effective parameters of
the correct position of the Veress needle during creation of
pneumoperitoneum. J Laparoendosc Adv Surg Tech A.
2009;19(6):731-4.

22. Chandler JG, Corson SL, Way LW. Three spectra of laparoscopic
entry access injuries. J Am Coll Surg. 2001;192(4):478-90; discussion
490-1.

23. Balzer KM, Witte H, Recknagel S, Kozianka J, Waleczek H.
Anatomic guidelines for the prevention of abdominal wall hema-
toma induced by trocar placement. Surg Radiol Anat.
1999;21(2):87-9.



34

Rev. Col. Bras. Cir. 2011; 38(1): 028-034

Becker JuniorBecker JuniorBecker JuniorBecker JuniorBecker Junior
Veress needle insertion into the left hypochondrium for creation of pneumoperitoneum: diagnostic value of tests to determine the position

of the needle in unselected patients

Received 04/01/2010
Accepted for publication 28/02/2010
Conflict of interest: none
Source of funding:

How to cite this article:How to cite this article:How to cite this article:How to cite this article:How to cite this article:
Becker Júnior OM, Azevedo JLMC, Azevedo OC, Hypólito OHM,
Miyahira SA, Miguel GPS, Machado ACCG. Veress needle insertion

into the left hypochondrium for creation of pneumoperitoneum:
diagnostic value of tests to determine the position of the needle in
unselected patients. Rev Col Bras Cir. [periódico na Internet] 2011;
38(1). Disponível em URL: http://www.scielo.br/rcbc

Correspondence to:Correspondence to:Correspondence to:Correspondence to:Correspondence to:
Prof. Dr. João Luiz Moreira Coutinho de Azevedo
E-mail: jozevedo.dcir@epm.br


