Indocyanine green fluorescence imaging in robotic surgery: state of art, tips and tricks in current applications

Andre Luiz Gioia MORRELL¹,²,³, Alexander Charles MORRELL¹,³, Alexander Charles MORRELL-JUNIOR¹,²,³, Jose Mauricio MENDES¹,²,³, Francisco TUSTUMI⁴ and Allan Gioia MORRELL¹,³

ABSTRACT – Background – Fluorescent imaging with indocyanine green is an emerging technology whose benefits are put in perspective. Objective – This article reports essential principles and approaches of intraoperative fluorescence in general surgery bringing familiarity to its practical usage. Our group describes possible pitfalls and provides tips and tricks for training surgeons making their attempts easier and reproducible during practice.

Methods – This study overviews the most structured concepts, practical applications and its tricks in robotic fluorescence guided imaging surgery with indocyanine green. Possible pitfalls are emphasized and emerging fields of application are put in a perspective.

Results – Guided information and practical applications in several surgical fields are described for a safe and reproducible indocyanine green fluorescence imaging use. Conclusion – Robotic assisted surgery combined to fluorescence imaging technology represents a logical evolution in image guided surgery and technology familiarity with guided information may represent a wider and safer spectrum of use in surgeons’ hands.


INTRODUCTION

Indocyanine green (ICG) is a fluorescent molecule whose incident infrared light of wavelength 780 nm provokes detectable photon emissions to dedicated optical systems(1). Initially used in photography, its medical related applications have been documented since the mid-1950s for hepatic and cardiac function(2). Intravascularly its half-life is about 2.4 minutes by binding to plasma lipoproteins until hepatic uptake and exclusively bile excretion(3).

Very low rates of adverse effects step up its virtually nontoxic using a standard dose of less than 2 mg/kg in non-iodine allergic patients.

Fluorescence-guided imaging has evolved the last few years however its firsts descriptions date decades ago. Historically, Moore(4) reported the ICG usage in differentiation of normal and malignant tissues applied to neurosurgery. Through implementations of advanced technologies, more complex interventions in the visceral surgery field became feasible with a minimally invasive concept and more recently intraoperative imaging applications are put in a perspective. ICG has found applications in several surgical fields enabling real-time visualization of structures of interests and information assessment that normally are uncertain under naked eyes. Tissue perfusion assessment, anatomic distinction, lymphography and other implementations have been described in general, gynecology, urology, colorectal surgery and surgical oncology practice(5-7).

Even more notorious, robotic-assisted surgery is spreading quickly and has shown to overcome the intrinsic limitations of laparoscopy. High definition, three-dimensional stereoscopic vision and magnification, a stable and surgeon guided camera, improved ergonomics, superior range of motion and motion scaling are remarkable advantages(8). Also available, fluorescence imaging was integrated in 2010 in the Da Vinci Robotic Systems through infrared emission enhancing ICG molecules and providing real-time images of fluorescent structures (Firefly™ Fluorescence Imaging Scope; Intuitive Surgical, Sunnyvale, CA). Robotic assisted surgery combined to fluorescence imaging technology represents a logical evolution in image guided surgery and its benefits are still in progress.

Intraoperative fluorescence imaging is safe and reproducible among surgeons, however, each application demands a complete understanding of the topic. ICG biochemical properties, fluorescence technology devices, goals of usage, correct timing, location of application as well as patients conditions and possible pitfalls may interfere with your information assessment. The purpose of this article is to summarise the current usage of ICG fluorescence imaging in robotic general surgery and assure information and its correct application with tips and tricks regarding each different area of interest.

Declared conflict of interest of all authors: none
Disclosure of funding: no funding received
¹ Cirurgia Robótica, Instituto Morrell, São Paulo, SP, Brasil. ² Cirurgia Geral e Cirurgia do Aparelho Digestivo, Hospital Israelita Albert Einstein, São Paulo, SP, Brasil. ³ Cirurgia Robótica, Rede D’Or São Luiz, São Paulo, SP, Brasil. Corresponding author: Francisco Tustumi. E-mail: franciscotustumi@gmail.com

Accepted: 15 September 2020
Received: 6 August 2020
METHODS

A literature narrative review was conducted regarding characterization of ICG fluorescence imaging applications in the robotic surgery field. Current context and practical experience was also described aiming for better guidance and reaching the goals of usage due to common unknown pitfalls and multiple areas of interest.

Fluorescence imaging technology and ICG

Fluorescence is caused by incident light that excites the target and causes light emission of a particular wave-length. The ICG molecule is a water-soluble fluorophore that when injected intravenously it quickly becomes protein-bound, confined to the intravascular compartment. When excited between 750 and 800 nm, fluorescence is viewed around the maximum peak of 832 nm(3). The fluorescent emitted light passes through a sensor in the optical device filtering out other wavelengths, displaying the green light in real-time visualization. Firefly™ is the da Vinci integrated fluorescence capability that uses near-infrared technology activated at the surgeon console. The dosage and time point of administration, the start of the imaging process and detection of the signal varies depending on the area of interest.

Preparation of ICG for administration

Under sterile conditions, 25 mg of ICG normally disposed of in one vial is diluted using 10 mL sterile water for a 2.5 mg/mL solution vial. This solution for injection must be used within 6 hours after reconstitution otherwise precipitation may be present requiring discard of the solution. For intravenous purposes, administration followed by an immediate intravenous flush of 10 mL of an isotonic solution is encouraged to allow the dye to reach the intravascular compartment quickly and not be retained in the venous access. ICG administration may be performed via a central or peripheral venous line and multiple doses can be administered as required, up to the maximum recommended total dose of dye, kept below 2 mg/kg. In situ tissue administration is also applied for fluorescence lymphography or anatomic enhancement and its doses and methods are discussed separately.

APPLICATIONS

Tissue perfusion assessment

Based on the ability of ICG to become fluorescent, real-time intraoperative organ perfusion evaluation has been used in several clinical applications. The optimal time to detect a fluorescence signal varies between 25–60 seconds after administration and the signal peak is around 30–40 seconds after administration, losing intensity within 2 minutes. Literature reports variable dosages of ICG usage depending on patients bodyweight, ranging most of the studies from 2.5–10 mg. A 7.5 mg dose followed by a 10 mL bolus of saline in a coordinated administration should be performed by the anesthesiologist whenever asked by the surgeon and the area of interest must be already exposed and targeted by the surgeon’s endoscope. On the console display, the surgeon activates the Firefly™ mode for enabling infrared emission to promote excitation and fluorescence of the desired tissue (FIGURE 1). Intensity peak and washout may be affected by the patient’s circulatory condition as well as cardio-circulatory inotropes. A weak signal might be present if a long distance between the camera and the tissue is present. Also, a slow injection of the dye or a lack of flushing afterwards may contribute to fluorescence misinterpretation.

FIGURE 1. A. Image spectrum as usual in robotic optics. B. Fluorescence through indocyanine green Firefly™ technology activated. C. Indocyanine green bottles to create the greenish solution. D. Activation of Firefly™ mode with surgeon’s console command.
**Upper GI tract surgery**

ICG tissue angiography might guide the identification of the optimal resection site and help estimate the blood supply of upper GI tissue and visceral anastomosis. Regarding esophageal surgery field, fluorescence imaging has been documented to early assess the graft perfusion and its vascularity web. Esophageal reconstruction is typically done with a tubularized gastric graft perfused by the right gastroepiploic arcade and the perfusion in proximal portion of the it, area where the anastomosis is typically created, is variable and often tenuous because the arcade rarely reaches its top. ICG image guided technology intraoperatively encourages correlation between adequate perfusion assessment and reduction anastomotic leak rates in these procedures. Zehetner et al. also described lower leakage rates in patients following esophagectomies when the anastomosis was placed in an area of good perfusion after fluorescence image. Intraoperative assessment of the conduit perfusion should be done by peripheral or central-line injection of 7.5 mg ICG immediately followed by a 10 mL flushing with saline, expecting its peak within 30 seconds. Kumagai et al. recently reported a 90-second rule advocating a safer method to assure adequate tissue perfusion. Anastomosis blood supply may also be performed robotically whenever opting for an intrathoracic technique.

Bariatric surgery also represents a novel branch for this technology, especially to estimate the risk of leak after sleeve gastrectomies, gastric bypass anastomosis and revisional procedures. Di furia et al. described a 43 patients analysis of minimally invasive sleeve gastrectomies with ICG perfusion assessment however without a well established correlation between gastric leak and sleeve conduit blood supply. Larger series and prospective trials still are needed in order to provide higher levels of evidence supporting ICG usage for tissue assessment in standard procedures. As for revisional bariatric surgeries, due to heterogeneity of cases, controlled studies still lack in literature.

**Colorectal surgery**

ICG perfusion assessment has found a broad field in colorectal surgery, used mainly to assess the perfusion of performed anastomosis and sites before deciding where to resect the bowel. The prospective multicenter study PILLAR II trial, reported lower anastomosis leakage rates compared to literature, 1.4% to 3–15% respectively in patients undergoing left sided colectomies and low anterior resections. Also, systematic review data step up for the same results, stating half of leakage rates in patients utilizing ICG fluorescence image technology compared to its absence. The latest meta-analysis regarding colon and rectal cancer surgeries recruited more than 1300 patients with significant reduction of anastomotic leak associated with ICG angiography. Not only important for checking anastomosis integrity, the real-time fluorescence guided image has also demonstrated changes in the operative technique and bowel transection area.

For an efficient angiography during colorectal surgery, the ICG usage should be divided in two different steps: first, the planned point of proximal and distal transection area just before bowel resection, to assure a correct transection line and well perfused remnant bowel. Second, after completion of the anastomosis, another course of ICG injection is encouraged to visualize the integrity of anastomosis and its vascularity. If a low colorectal anastomosis is performed, a third optional step by visualization of the rectum and anastomosis mucosa may be achieved with an additional Firefly™ integrated endoscope via proctoscopy.

**FIGURE 2.** A. Spectrum of images in the usual form of gastrointestinal anastomosis. B. Gastrointestinal anastomosis seen with indocyanine green image guided fluorescence, with adequate tissue perfusion. C. Spectrum of images in the usual form of colonic segment before a colorectal anastomosis. D. Colon segment visualized with direct guided fluorescence imaging showing good blood supply.
During the first step, proximal and distal margins should be already exposed and mesocolic or mesenteric vessels should be already dissected and ligated, assuring the most reliable bowel vascularity without further manipulation. The endoscope should be close to the area of interest, not exceeding 10 cm of distance which may affect signal detection of fluorescence and the ICG injection performed by the anesthesiologist should be coordinated and in quick flush followed by a push of 10 mL of saline. The surgeon at the console should change the optical status to the Firefly™ technology filter and wait for approximately 30 to 45 seconds for the optimal angiography signal. We recommend utilizing 7.5 mg of ICG in each step performed for a safe administration and well visualization of fluorescence. Bowel transection may be performed through the ICG endoscope filter, in real-time visualization of the enhanced green areas and not colored structures for a more accurate transection line. The second step of evaluation is achieved after completion of the anastomosis. The surgical field should be clear and the endoscope pointing directly to the structure of evaluation. A second bolus of 7.5 mg ICG intravenously should be administered according to surgeons command, waiting the same half minute period before enhancement is optimal. The third step may be concluded by inserting the endoscope into the anus using a transanal trocar and advancing to the staple line of the anastomosis, followed by a third bolus of 7.5 mg of ICG intravenously.

It’s important to remember that not only colorectal anastomosis can be assessed, also possible the angiography whenever performing jejuno-jejunostomies or ileocolic anastomosis (FIGURE 4.A, B). Also, literature reports most of colectomies from oncological procedures however the tissue perfusion assessment is expanded to all others colorectal conditions, such as diverticulitis and diverticular disease, crohn and ulcerative colitis resections, deep infiltrating endometriosis and bowel affections.

**Hepatobiliary surgery**

Regarding tissue perfusion assessment, in liver surgery, ICG is still mainly used as a reagent for the evaluation of hepatic function. ICG elimination depends on hepatic blood flow, hepatocellular function and biliary excretion due to pharmaco characteristics, its elimination considered as a useful dynamic test describing liver function and perfusion in the perioperative setting, in liver surgery and transplantation, as well as in critically ill patients. Also, ICG accumulates in the cancerous tissues of hepatocellular carcinoma (HCC) and in the noncancerous hepatic parenchyma around adenocarcinoma foci, which may be used to increase detection. Tumor boundaries and residual lesions are also achieved through real-time fluorescence.

Whenever using the ICG fluorescence for hepatic surgeries, some important aspects must be addressed. Liver fluorescence may be achieved from intravenous peripheral or central access administration or by a local intraoperative puncture injection such as portal vein or right gastric vessels. If ICG administration is done by peripheral or central venous access, liver fluorescence is expected in 5 minutes; different from local intra abdominal injection whose liver enhancement develops rapidly within 1–2 min. A 0.25 mg/kg concentration of ICG should be injected and after administration...
of the drug, tumors will appear as a shadow with a Firefly™ mode, as compared with normal liver tissues. Cirrhotic tissues are used to develop slowly and not uniform patterns of enhancement, a pitfall if not previously known.

A second manner of enhancing the visualization of lesions is by injecting the ICG the day before surgery, which will provide clearance of the substance in the normal hepatic parenchyma with residual stain in the altered tissue area. Also, for a better hepatic transection line visualization and perfusion enhancement in major hepatectomies, after clamping or ligation the portal pedicle and arterial branch, ICG administration also will enlighten the remnant liver tissue in contrast to the non well perfused.

Regarding pancreatic surgery, ICG fluorescence can be useful to identify pancreas tumors in patients undergoing pancreas resection, specifically neuroendocrine tumors and cystic neoplasms. A low dose of 2.5 mg can be injected intraoperatively; having neuroendocrine tumors enhanced with a higher fluorescence signal compared to pancreatic tissue; opposed to cystic neoplasms, which will display lesser fluorescence intensity compared to normal tissue.

Urgent surgery
ICG fluorescence angiography could be an objective and noninvasive method to assess intestinal viability to determine the extent of ischemia correctly. This application may be useful in bowel related cases, such as incarcerated or strangulated hernias, mesocolic or mesenteric dissection in adherences and obstructive diseases or even acute mesenteric ischemia. Similar to bowel perfusion assessment described previously, ICG administration by central or peripheral catheter may help decision-making in challenging cases whenever naked eyes cannot assure optimal analysis.

ANATOMIC IDENTIFICATION

Safety during surgery has always been a matter of concern during advanced minimally invasive procedures. Identifying the correct anatomical plane and surrounding structures can be extremely demanding, requiring extensive knowledge and foresight. However, even in experienced hands, some challenging situations whereas anatomical variations, acute inflammation or adhesions may contribute to misunderstanding of the usual landmarks. Thus, fluorescence imaging enhances and helps visualization of some anatomic structures, aiming for better identification and prevention of inadvertent injuries.

Biliary anatomy
ICG fluorescence imaging to visualize and elucidate biliary anatomy represents one of the most established applications of this technology in abdominal surgery. Due to ICG excretion into bile entirely by the liver, its mechanism of enhancement became obvious. A special attention should be addressed to the time of injection when opting for the optimal biliary tree anatomy contrast during surgery. Different from what happens when aiming tissue perfusion assessment, the ICG administration should be performed at least 4 hours prior to surgery. Whenever possible, ICG injection may be achieved even 24h before the procedure. A premature administration of the dye will allow hepatic parenquima metabolize the
pigment and secrete into bile; avoiding green stains in liver tissue only accumulation of ICG inside the bile ducts (FIGURE 4.C, D). Injecting the ICG during intraoperative dissection for better biliary tree identification is one of the most important pitfalls in image guided fluorescence technology.

A 0.25 to 0.35 mg/kg dose of ICG should be administered minimum 4 hours prior to surgery, not exceeding 2 mg/kg maximum dosage, in peripheral or central venous access for the optimal bile ducts visualization. Once instruments and scope are ready, no additional injection of ICG is normally required during the procedure. Using the Firefly™ technology, the triangle of calot is easier exposed for common bile visualization as well as cystic duct whenever doing a cholecystectomy. The structures containing residual bile would be highlighted by the green stain and others structures such vascular or parenquima tissue will remain dark. If an acute cholecystitis with obliteration of the cystic duct caused by a stone is seen, the ICG fluorescence may not make the whole cystic duct and the gallbladder stained, due to inability of the dye to achieve that space. In this scenario, injection of ICG directly into the gallbladder may help elucidating the anatomy from a reverse perspective. Special care should be taken not to leak out the ICG in the surgical field, otherwise the dye will blush the non-biliary structures making impossible the optimal visualization.

Ureter identification

Intraoperative identification of the ureters can be challenging in some pelvic surgeries due to neoplastic diseases, previous surgical distortion of natural surgical planes, inflammatory bowel conditions, deep infiltrating endometriosis or adhesions. For accurate and easier localization of ureters during minimally invasive surgery, fluorescence of ureters can be achieved through some methods.

In one possibility, a real time cystoscopy-guided, ureteral cannulation is done with 6-Fr ureteral catheter and a retrograde instillation of 5 mg ICG dye is performed preoperatively followed by 10 mL saline flush. Greenish fluorescence guided image in the ureters will occur due to ICG binding to the proteins of the ureteric epithelium (FIGURE 5.A, B). During the procedure, turning the Firefly™ mode active by the surgeon at the console will make the structure enlightened compared to the darkened tissues aside. No intraoperative or intravenous administration of ICG is necessary for this purpose. Another possibility to assure ureter identification intraoperatively is by placing lighted ureteral stents (FIGURE 5.C, D). Also through a preoperative cystoscopy-guided cannulation, both ureters may have the illuminated catheter positioned to a better identification and overcome some limitations of tactile feedback.

Leak tests

Leak tests using air or methylene blue are often performed to assess anastomosis or suture integrity in upper GI (gastrointestinal) procedures, such as bariatric gastric bypass, sleeve or oncological gastrectomies, or even urgent cases such as gastric or duodenal suture due to ulcer perforation. Similar to the methylene blue dye, however easily visible even in small amounts and fluorescent with laser excitement, the ICG has shown to be an excellent agent for leak testing through fluorescence image guided technology.

Both upper GI tract and colorectal procedures may use ICG to
test anastomosis or suture integrity. By diluting the 25 mg of ICG to 250 mL of sterile water, this green stained solution is administered through a nasogastric tube or rectal catheter. Whenever performing the leak test in the upper GI tract, the nasogastric tube should be placed according to the desired landmark and distal bowel or gastric tissue need to be bluntly occluded to assure anastomosis pressure (FIGURE 6.A). After correct occlusion of the distal part, the surgeon in the console orders the anesthesiologist to administer the ICG and Firefly™ mode should be activated. Greenish leak is evident whenever present. In colorectal anastomosis, the patient should be placed in a trendelenburg position and the proximal bowel occluded bluntly by the surgeon, asking the bedside assistant to inject retrograde through the rectal stent the ICG dye, followed by activation of the Firefly™ technology.

Assessment of bile leak test is also a possibility of ICG fluorescence imaging in robotic hepatic surgery (FIGURE 6.B, C, D). By inserting a 5Fr or 6Fr soft tube into the common bile duct through the stump of the cystic, a solution of 25 mg of ICG diluted to 100 mL of sterile water is injected before liver parenchymal transection. Distal common bile duct should be clamped to avoid outflow of the dye to the duodenum and provide a higher pressure in the biliary tree. Activating the Firefly™ filter, bile leaks from the transected liver surface are able to be identified under real-time visualization with greenish enhancement of the parenquimal area. Chyle leak test through ICG administration can be also performed to obtain real-time fluorescent images of lymph flow. An ICG lymphography is achieved by subcutaneous injection of ICG into nearby lymph node regions, then the chyle flow image will be visualized in a greenish fluid intraoperatively when active in the Firefly™ technology.

Endometriosis
The diagnosis of peritoneal endometriosis during minimally invasive procedures may be difficult due to the polymorphic aspects of the lesions. The need for better visualization led to a rise in literature the use of contrast agents, such as ICG fluorescence imaging. Only few studies have reported evident improvement in detecting the endometrial tissue, although the ICG applications for a safe deep infiltrating endometriosis surgery and bowel resection is widely known (6). Limited data is available to support the ICG fluorescence guided image to assure correct visualization of endometriosis in the peritoneal cavity.

Vascular anatomy
Vascular structures identification is one of the most important steps in every surgical procedure. By injecting the ICG solution intravenously, a real-time green fluorescence image is shown in blood vessels followed by tissue perfusion. Several abdominal surgeries may be helped in difficult decision-making dissections due to vascularity assessment. In colorectal procedures, identifying the inferior mesenteric artery (IMA) or left colic vessels during robotic rectal resection can be easily performed through ICG fluorescence technology. In upper GI tract surgeries, fluorescence can assure better identification of vascular anatomy of the infrapyloric artery in pylorus-preserving gastrectomies, or anatomy highlight of the hepatic and gastroduodenal arteries for a safe lymphadenectomy. In urologic field, selective arterial clamping with ICG fluorescence image provides an intraoperative renal angiogram so that he can selectively clamp minor arteries instead of clamping the main renal artery. Additionally, robotic assisted prostatectomies can be supplemented by ICG imaging to identify the prostatic neurovas-
cicular bundles. Angiography for vascular identification is similarly performed as previously described for tissue perfusion assessment, with 7.5 mg of ICG followed by a 10 mL saline flush coordinated between surgeon and anesthesiologist.

**FLUORESCENCE LYMPH NODE NAVIGATION**

ICG has the property of lymphatic tropism and after submucosal or suberosal injection, it can follow the lymphatic vessels and accumulate in the lymph nodes. For an accurate lymphatic mapping, the dye should be administered submucosally and draining lymph nodes will be visualized intraoperatively. Whenever performing oncological procedures, guided lymphatic mapping may assure a more precise resection, staging or lymphadenectomy. A 2.5 mg/mL solution of ICG should be prepared as previously described and administered according to the area of interest. In colorectal diseases, greenish enhancement through fluorescence is achieved by a colonoscopy-guided submucosal injection of 2.5 mg of ICG solution in each four cardinal sites around the tumour the day before surgery, representing 4 mL in total. For a real-time visualization, the surgeon must turn on the Firefly™ mode for excitement of ICG molecules and standard fluorescence. Intraoperative ICG administration through suberosal injection around the lesion is also possible, however if any spill occurs the surgical field becomes blurred and fluorescence image is compromised. In rectal cancer, the lymphography may be helpful especially to detect the lymphatic drainage across the lateral lymph nodes and guide its removal. Also, in colon cancer whenever opting for a complete mesocolic excision technique, the fluorescence assessment could be useful for a safe and optimal D3 lymphadenectomy.

In the upper GI tract, an endoscopy-guided injection is also performed in 4 sites of the submucosa tissue around the gastric or esophageal lesion the day before surgery. Fluorescence guided image can be visualized as previously described and the use of ICG may offer some advantages in lymph node visualization over other modalities of dyes or radioisotopes. Under real-time lymphography, lymph node stations are accessed having a better visualization regarding disease staging as well as safety and completeness of the lymphadenectomy.

**DISCUSSION**

Indocyanine-green fluorescence imaging is an emerging technology and has several applications in the surgical field for information assessment and intraoperative decision-making. Current clinical practice has a broad spectrum of use and its real benefits are put in perspective more recently. In general surgery, different man.

...
and dyes in node navigation, its real clinical benefits are still in perspective. Herrera-Almario et al.\(^{(29)}\) reported its application in oncological gastric resections providing real time intraoperative feedback regarding lymph node identification with a surgical time increase of less than 10 min. More recently, Cianchi et al.\(^{(29)}\) in a matched cohort study described additional node detection during robotic surgery for gastric cancer. Despite a higher number of total lymph nodes harvested in the ICG group, its results failed to show good selectivity for metastatic occurrence. In the hepatopancreato-biliary scenario, Machado et al.\(^{(30)}\) even described an intraoperative localization of lymph nodes performed with Firefly™ fluorescence defining the superior margin of the resection in a robotic resection of the uncinate process of the pancreas. In colorectal oncology, lymphography has also been reported both in colon and rectal cancer\(^{(31)}\). In selective colonic cases, ICG fluorescence adoption in complete mesocolic excisions could allow a more reliable lymphadenectomy. Also, in rectal cancer surgery, extending lymphadenectomy to lateral pelvic nodes could help in reduction rates of nodal recurrence\(^{(32)}\).

Although recent, the robotic ICG intraoperative fluorescence imaging with ICG has spread into numerous interesting applications in general surgery. Several other surgical fields are still in perspective such as fluorescent tumor-binding agents, peritoneal carcinomatosis diagnosis and even indocyanine green nanoparticles\(^{(33,34)}\). An important issue pertains to the costs, reproducibility and safety of this technology. The major positive feature is that training required is minimal and the learning curve is short, having a real-time visualization activated by a simple button click in the console. Costs also stand as minimal values once the robotic platform has Firefly™ technology already integrated and ICG solutions present affordable prices. In summary ICG fluorescence combined with robotic surgery has shown to be an important game changer in the surgeons armamentarium.

This report presents an overview of current ICG fluorescence imaging technological concepts and tips and tricks of its applications in robotic-assisted general surgery. Guided information and well known steps could help bring familiarity to training surgeons and make their attempts easier and more reproducible during practice. Although numerous interesting applications and encouraging outcomes, it remains to be proven whether ICG increments procedure-specific advances or real clinically substantial benefits in some yet unclear surgical fields.

**CONCLUSION**

Fluorescence-guided surgery is one of the most innovative examples of surgery integrated to images; which may hopefully provide better healthcare. The robotic platform integrated to ICG intraoperative fluorescence imaging has found numerous interesting applications in visceral surgery more recently, raising the hope that future studies will allow us to perform more precise surgery with less perioperative complications. Guided steps could assure an even wider spectrum of this resource use and safety in training surgeons, whose applications are vast and evidence is emerging showing another weapon in the robotic surgeon’s armamentarium yielding tangible clinical benefits.

**ACKNOWLEDGMENTS**

The authors thank all of staff members and the multidisciplinary health team for collaboration during this study’s development. The research and education institutes are especially recognized for all their support.

**Authors’ contribution**

Morrell ALG: conceived of the presented idea. Morrell AC: developed the theory and performed the computations. Mendes JM and Morrell-Junior AC: verified the analytical methods. Tustumi F and Morrell AG: supervised the findings of this work. All authors discussed the results and contributed to the final manuscript.

**Orcid**

André Luiz Gioia Morrell: 0000-0003-3971-349X.
Alexander Charles Morrell: 0000-0002-4603-6004.
Alexander Charles Morrell-Junior: 0000-0001-9337-2759.
Jose Mauricio Mendes: 0000-0003-0957-5751.
Francisco Tustumi: 0000-0001-6695-0496.
Allan Gioia Morrell: 0000-0002-5406-0426.
REFERENCES


