
The aim of this study was to evaluate the influence of different coronal preflaring 
protocols (absent, conservative and conventional) on the accuracy of Root ZX II, Raypex 
6, and RomiApex A-15 electronic foramen locators (EFLs). Twenty mandibular molars with 
Vertucci’s type IV mesial roots were subjected to endodontic exploration and foraminal 
patency confirmation. Under 16x magnification, its real lengths (RL) were measured 
and registered (RL1). The canals were then irrigated with 2.5% sodium hypochlorite 
and electronically measured (EM1) employing the alginate model; all measurements 
were performed in triplicate by a blind operator using adjusted endodontic hand-files 
introduced until the apex foramen. Coronal preflaring procedures were sequentially 
performed with #25/.06 (conservative) and #25/.12 (conventional) instruments; new RLs 
extents were performed after each coronal preparation protocol (RL2/RL3), as same as 
electronic measurements (EM2/EM3). The devices error (mm) was evaluated considering 
the difference between RLs and EMs at each preparation stage; their precision was 
stablished adopting ±0.5 mm as tolerance margin. The EFLs error significantly reduced after 
conventional coronal preflaring protocol (p<0.05), which not occur after the conservative 
one. The best precisions values were noted after conventional preparation as 90% (Root 
ZX II), 97.5% (Raypex 6), and 92.5% (RomiApex A-15). No significant differences were 
found in EFLs comparisons, regardless of the coronal protocol tested (p>0.05). Under the 
conditions tested it can be concluded that the EFLs evaluated were precise. Moreover, the 
preflaring protocols influences its accuracy’s, where the less conservative one produced 
the best results. 
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Introduction
The correct measurement of the apical limits, until 

which the root canal must be cleaned, is an important 
key for the success of the endodontic treatment (1,2). 
Radiographies and electronic foramen locators (EFLs) are 
the most used methods for measuring the working length 
of the root canal. Even considering the importance of the 
radiograph to perform the root canal length measurement, 
such examination does not ensure precision on the extent 
of the apical instrumentation limits. Such limitation leads to 
the necessity of using electronic root canal measurements 
methods, which are much more precise (3-6) and even more 
necessary in a clinical context.

Among foramen locators, Root ZX II (J. Morita, Tokyo, 
Japan) has received special attention due to its outstanding 
results, which makes such device a standard for comparison 
(6-10). Root ZX II operates an impedance frequency-
dependent method based on the quotient of impedance 
measured in each one of the frequencies in which the 
device works (0.4 and 8 kHz) (11). The mechanism of 
interpretation of the impedance at each frequency is what 

differs one foramen locator from another. Raypex 6 (VDW 
GmbH, Munich, Germany) and RomiApex A-15 (Romidan 
Ltd, Kiryat Ono, Israel), for instance, also base their length 
measurements on impedance at two frequencies, but the 
mechanism of interpretation of the results they show is 
different. Both of them exhibit the values of the impedance 
root square at frequencies 0.4 and 8 kHz for Raypex 6 (VDW 
GmbH, Munich, Germany) and 0.5 and 8 kHz for RomiApex 
A-15 (Romidan Ltd, Kiryat Ono, Israel) (4,9). 

Investigations have indicated that the precision of 
the foramen locators might be influenced by clinical 
situations such as foraminal obstruction (6), apical limit of 
penetration (4,9), instrument adaptation to the root canal 
(12-14), and previous coronal preflaring (13-15). The last 
condition might facilitate the insertion of endodontic files 
in the coronal portion, leading to a better adaptation of 
the instrument at the apical third (15,16). Although, the 
coronal preflaring protocols have been reassessed, some 
authors have suggested that such procedures might weak 
the teeth, leaving it more susceptible to root fractures 
(17,18), suggesting that the coronal preparation has to be 
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cautiously performed or even avoided. 
Considering the exposed, this study aims to evaluate 

the precision of foramen locators Root ZX II, Raypex 6, 
and RomiApex A-15 after different protocols of coronal 
preflaring: absent, conservative (#25/.06), and conventional 
(#25/.12). The null hypothesis tested were that 1) different 
coronal enlargement protocols would not influence the EFLs 
precisions; 2) no difference would be observed between 
the EFLs tested.   

Material and Methods
The sample size was calculated based on the study 

of Camargo et al. (14), using the software G * Power 
v3.1 (Heinrich Heine, Universität Düsseldorf, Düsseldorf, 
Germany), adopting an α of 5%, a beta potency of 0.8, and 
a N2/N1 ratio of 1, and considering the test Wilcoxon-Mann 
Whitney. The calculation revealed the need for 32 root 
canals, but the sample size was extended to 40 dues to the 
possibility of losses during the mechanical instrumentation.

Thus, after approval by the local Ethics Committee 
(protocol #2.913.361/2018), 20 mandibular molars 
presenting Vertucci type IV mesial roots without 
pronounced dilacerations (< 25°), with apical patency 
and an apical foramen ≤200 µm were included in this 
investigation; digital periapical radiographs and clinical 
observations were employed. Teeth that did not fulfill these 
requirements or that presented any sign of root resorption 
were replaced.

The access cavity was performed using diamond drills 
#1013 and #3081 (KG Sorensen, Cotia, SP, Brazil) under 
high speed rotation and abundant irrigation. The cusps 
tips were flattened using #3081 diamond drill in order to 
standardize the measurement of the real length of the root 
canal (RL). C-Pilot #08, #10, #15 (VDW GmbH) and Nitiflex 
#20 hand-files (Dentsply-Sirona, Ballaigues, Switzerland) 
were inserted into the canals until their tips could be seen 
through the apical foramen under a 16x magnification of 
a clinical microscope (Alliance, São Carlos, SP, Brazil). The 
hand NiTi file that better adapt to the apical foramen was 
registered as initial file and the silicone stop was stabilized 
at the occlusal board of the tooth; this record made it 
possible to assess adapted file size alteration. Then, the 
file was removed and its length measured with a digital 
caliper (0.001 mm) (Mitutoyo, Suzano, SP, Brazil). Such 
measures were performed in triplicate, and from their 
results was obtained the means of the reals length, which 
was considered the initial real length (RL1).

Sequentially, the electronic measurements were 
performed (EM1 = no coronal preflaring) by an experienced 
blinded operator using the alginate model; teeth had their 
root apical thirds inserted in a plastic recipient containing 
recently manipulated alginate (Jeltrate II; Dentsply Ind. e 

Com. Ltda, Petrópolis, Brazil). A lip clip was also inserted in 
the same recipient, and the measurements were performed 
while the alginate was still fresh (<30 min). Before the 
electronic measurement, the root canals were irrigated 
with 2.5% sodium hypochlorite (Biodinâmica, Ibiporã, PR, 
Brazil) which excess was removed through aspiration. The 
measurements were performed inserting hand NiTi-files 
until the devices indicated the apical foramen (0.0 mm); 
the measurements (length and size) were registered only 
with adapted files. Such procedure was repeated three times 
alternating the order of foramen locators employment; 
the 40 root canals were electronically measured by the 
three EFLs (n=40). 

Data Collection after Coronal Preflaring
Coronal and middle thirds were prepared with #25/.06 

(conservative preflaring) instruments (Prodesign Logic; 
Bassi Endo Product, Belo Horizonte, MG, Brazil) driven by 
the VDW Silver motor (VDW GmbH) at 600 RPM and 300 
g.cm employing forward rotation kinematics. After this 
conservative preflaring protocol accomplishment root 
canal length (RL2) and electronic measurements (EM2) were 
once again performed. Sequentially, #25/.12 (conventional 
preflaring) instruments (HyFlex EDM; Coltene-Whaledent, 
Allstätten, Switzerland) were driven at 350 RPM and 300 
g.cm employing forward rotation kinematics. At the end 
of conventional coronal enlargement procedures the 
root canals length was over again manually (RL3) and 
electronically (EM3) measured as previously described. 
Regardless of the instrument used, for each three forward 
and backward movement, the root canals received irrigation 
with 2.5% sodium hypochlorite solution. 

The foramen locator’s accuracies were determined 
by calculating the difference between the means of the 
electronic measurement triplicates compared to the manual 
measures of canals real length at each phase pf preflaring 
preparation (RL1 vs EM1; RL2 vs EM2; and RL3 vs EM3). This 
comparison allowed the calculation of the mean error of the 
devices on the measurement of the root canal length. The 
percentage of devices precision was established considering 
a maximum variation of ±0.5 mm. 

Statistical Analysis
The data was analyzed by Shapiro-Wilk test that 

pointed its normal distribution. Then, the values were 
analyzed by ANOVA test followed by Tukey’s test, both 
with a significance level set at 5%. 

Results
The data of root canal length according to coronal 

preflaring and EFL are depicted in Table 1. It can be seen 
that no significant differences were found when comparing 
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the devices tested according to coronal preflaring protocol. 
However, for all devices, differences among their mean 
errors after conventional coronal preflaring with #25/.12 
instrument and without any coronal preparation were 
observed (p<0.05). On the other hand, when comparing 
the conservative and conventional preflaring protocols no 
significant differences were found.

Table 2 presents the distribution of the percentage 
of precision of the devices tested. These data reveal that 
the accuracy was increased after the coronal preflaring. 
Considering a tolerance margin of ±0.5 mm, the precision 
of all the devices tested without preflaring was 67.5%; 
higher precision values were observed after conventional 
coronal preflaring with 97.5% for Raypex 6, 92.5% for 
RomiApex A-15, and 90% for Root ZX II. 

Considering the methods performed an additional 
observation could be done regarding the apical file 
adjustment. After preflaring protocols a total of 72.5% 
of root canals increased their initial file size, 32.5% after 
conservative coronal enlargement (#25/.06) and 42.5% 
after the conventional protocol (#25/.12); just one root 

canal increased after both protocols. 

Discussion
The role of the coronal preflaring on the cleaning and 

widening of the root canal to create a more favorable 
pathway for the preparation of root canal apical third is 
already known (16,19,20). Coronal preflaring is recognized 
to positively influence the precision of foramen locators 
(13-15), however, Vasconcelos et al. (7) did not observe 
accuracy improvement for the use of the Root ZX II foramen 
locator when coronal preflaring of the root canals was 
employed. Such result may differ from what the literature 
has reported since a more conservative approach of coronal 
preflaring was used. To the best of our knowledge, there was 
no study evaluating the influence of different patterns of 
coronal preflaring on the precision of foramen locators. The 
results found show that conventional preflaring favored the 
precision of EFLs, regardless of their functioning mechanism. 
Thus, the first null hypothesis was denied since the coronal 
enlargement influenced the EFLs precision.  

Regarding the methods employed, the mesial root of 
mandibular molars was elected once these teeth is largely 
subjected to endodontic treatments (6,13). Moreover, 
mandibular molars commonly present dentin projections at 
the coronal thirds of their roots, which hinders the access 
to the apical third of the root canal, explaining why they 
were for this evaluation type (21).  Even considering the 
consistency of the literature that underlies the methods 
used in the present study (6,7,9,11,14,24) must not forget 
that it is an ex vivo study. Furthermore, despite the care 
taken to eliminate bias, one cannot fail to consider the 
necessity to adopt a margin of tolerance for determining 
the accuracy rate.

ProDesing Logic #25/.06 and Hyflex EDM #25/.12 
were adopted for conservative and conventional coronal 
preflaring procedures, respectively. Such instruments were 

Table 1. Mean error (mm) provided by each device electronical 
measurements in different coronal preparations

Device

Unflared #25/.06 #25/.12

Mean* sd   Mean* sd   Mean* sd

Root ZX II 0.38a,B 0.23 0.31a,AB 0.23 0.26a,A 0.19

Raypex 6 0.38a,B 0.26 0.33a,AB 0.24 0.21a,A 0.20

Propex Pixi 0.41a,B 0.26   0.33a,AB 0.23   0.26a,A 0.20

*Mean error calculated in terms of absolute values   of the 
determinations. a,bDifferent superscript lower case letters indicate 
statistically significant differences between devices considering each 
condition according to ANOVA and Tukey tests (p<0.05).

Table 2. File tip position relative to the apical foramen for measurements performed to 0.0

Initial #25/.06 #25/.12

Root ZX II   Raypex 6  
RomiApex 

A-15
Root ZX 

II
  Raypex 6  

RomiApex 
A-15

Root ZX 
II

  Raypex 6  
RomiApex 

A-15

Distance 
from AF

n %   n %   n % n %   n %   n % n %   n %   n %

< -0.51* 7 17.5 9 22.5 9 22.5 0 0 3 7.5 0 0 0 0 0 0 1 2.5

-0.50 to 
-0.01*

18 45 17 42.5 17 42.5 16 40 13 32.5 13 32.5 14 35 16 40 9 22.5

0.00 1 2.5 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

0.01 to 
0.50

8 20 10 25 10 25 16 40 17 42.5 20 50 22 55 23 57.5 28 70

> 0.51 6 15   4 10   4 10
 

8 20   7 17.5   7 17.5
 

4 10   1 2.5   2 5
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chosen due to their recognized capacity of controlled and 
safe dentin wear (22,23). Alginate was the electroconductive 
material chosen since it is easily manipulated, presents a low 
cost, and good reliability (7,9,14,24). The endodontic files 
used for the electronic measurement had to anatomically 
fit the apex foramen, which was a reproduction of the 
methods employed in previous studies (4,6,9). 

The present results demonstrated that the foramen 
locators tested presented satisfactory precision rates 
even without the coronal preflaring. When a conservative 
preflaring was performed with instrument #25/.06 the 
precision of the devices does not present a significant 
increase. Differently, when a conventional coronal 
preparation was employed, i.e. using a #25/.12 file, the 
precision of foramen locators significantly increased 
compared to the condition with-out preflaring: Root ZX 
II (0.26 mm e 90%), Raypex 6 (0.21 mm e 97.5%) and 
RomiApex A-15 (0.26 mm e 92.5%). No differences among 
the devices tested were observed confirming the second 
null hypothesis. Regarding precision, our results are in 
agreement with what was found by Vasconcelos et al. (6), 
who evaluated three devices, including the Root ZX, which 
observed mean errors and precision that ranged from 0.23 
to 0.25 mm and 93 to 94.75%, respectively. Such results 
make it possible to suggest that with coronal preflaring, the 
hand-files used to perform the electronic measurements 
were better adapted to the apical portion of the root 
canal, favoring the interpretation of the capacitive and 
resistive factors related to the impedance of the foramen 
locators (25). The additional information regarding the 
adjusted file size increase after the coronal enlargement 
protocols observed here seems to corroborate this idea. 
This file anatomical adjustment to the apical foramen has 
been pointed as a relevant criterion on the precision of 
foramen locators (12,13). 

Regarding the apical file determination, must be 
considered that the large number of measurements may 
cause some distortion in the morphology of the root canal 
apical third, influencing the results as same as anatomical 
variations related to the occurrence of coronary dentin 
projections. These limitations could be considered; however, 
it was precisely because of these factors that hand NiTi 
files were used and the sample expanded reinforcing the 
validity of the observed results.

Considering the exposed, the results support that even 
considering that conservative wear of the coronal dentin 
should be encouraged, when coronal preflaring is not 
performed, the precision of the foramen locators might 
be negatively affected. Moreover, when conventional 
preflaring protocol was employed higher precision values 
were reached. Therefore, attention must be paid to the 
dental anatomy, focusing on the performance of a coronal 

preflaring with appropriate amplitude, considering all 
clinical aspects of the endodontic treatment, including 
the root canal length measurement.

Under the conditions tested it can be concluded that 
the devices evaluated demonstrated appropriate precision 
without significant differences. Moreover, an improvement 
in the accuracy of these devices was observed after 
conventional coronal preflaring enlargement. 

Resumo
O objetivo deste estudo foi avaliar a influência de diferentes protocolos 
de pré-alargamento cervical (ausente, conservador e convencional) na 
precisão dos localizadores eletrônicos foraminais (LEFs) Root ZX II, Raypex 
6 e RomiApex A-15. Vinte molares inferiores com raízes mesiais do tipo IV 
de Vertucci foram submetidos à exploração endodôntica e confirmação da 
patência foraminal. Sob ampliação de 16x, seus comprimentos reais (CR) 
foram medidos e registrados (CR1). Os canais foram então irrigados com 
hipoclorito de sódio a 2,5% e medidos eletronicamente (ME1) utilizando o 
modelo em alginato; todas as medidas foram realizadas em triplicata por 
um operador cego, utilizando limas endodônticas ajustadas introduzidas 
até o forame apical. Os procedimentos de pré-alargamento cervical foram 
realizados sequencialmente com os instrumentos #25/.06 (conservador) 
e #25/.12 (convencional); novas determinações de CRs foram realizadas 
após cada protocolo de preparação cervical (CR2/CR3), da mesma forma 
que as medidas eletrônicas (ME2/ME3). O erro dos dispositivos (mm) 
foi avaliado considerando a diferença entre CRs e MEs em cada estágio 
de preparação; sua precisão foi estabelecida adotando ± 0,5 mm como 
margem de tolerância. O erro dos LEFs reduziu significativamente após 
o protocolo convencional de alargamento cervical (p<0,05), o que não 
ocorreu após o conservador. Os melhores valores de precisão foram 
observados após a preparação convencional como 90% (Root ZX II), 97,5% 
(Raypex 6) e 92,5% (RomiApex A-15). Não foram encontradas diferenças 
significantes nas comparações entre os LEFs, independentemente do 
protocolo cervical testado (p>0,05). Sob as condições testadas, pode-se 
concluir que os LEFs avaliados foram precisos. Além disso, os protocolos 
de alargamento influenciam sua precisão, onde o menos conservador 
produziu os melhores resultados.
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