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Quantitative transportation assessment 
in curved canals prepared with an 
off-centered rectangular design system

Abstract: The purpose of this study was to assess the ability of an 
off-centered rectangular design system [ProTaper Next (PTN)] 
to maintain the original profile of the root canal anatomy. To this end, 
ProTaper Universal (PTU), Reciproc (R) and WaveOne (WO) systems were 
used as reference techniques for comparison. Forty clear resin blocks 
with simulated curved root canals were randomly assigned to 4 groups 
(n = 10) according to the instrumentation system used: PTN, PTU, R and 
WO. Color stereomicroscopic images of each block were taken before 
and after instrumentation. All image processing and data analysis were 
performed with an open source program (Fiji v.1.47n). Evaluation of canal 
transportation was obtained for two independent regions: straight and 
curved portions. Univariate analysis of variance and Tukey’s Honestly 
Significant Difference test were performed, and a cut-off for significance 
was set at α = 5%. Instrumentation systems significantly influenced canal 
transportation (p = 0.000). Overall, R induced significantly lower canal 
transportation compared with WO, PTN and PTU (p = 0.000). The curved 
portion displayed superior canal transportation compared to the straight 
one (p = 0.000). The significance of the difference among instrumentation 
systems varied according to the canal level evaluated (p = 0.000). In its 
straight portion, R and WO exhibited significantly lower transportation 
than PTN; whereas in the curved portion, R produced the lowest 
deviation. PTU exhibited the highest canal transportation at both levels. 
It can be concluded that PTN produced less canal transportation than 
PTU and WO; however, R exhibited better centering ability than PTN.
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Introduction
The development of novel nickel-titanium (NiTi) based root canal preparation 

systems, such as Reciproc (R) (VDW, Munich, Germany), WaveOne (WO; 
Dentsply Maillefer, Baillagues, Switzerland) and the recently launched ProTaper 
Next (PTN; Dentsply Maillefer), have focused primarily on modifications in 
instrument design, alloy composition and shaping movements.

The most relevant reciprocation systems available on the market – 
R and WO – propose using a single file to prepare the root canal, so 
that it ultimately has a minimum taper-size shape.1,2,3 To achieve this, 
reciprocating techniques normally use large, rigid single files of increased 
taper, which can result in a higher incidence of canal transportation, 
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compared to the progressive filing increase in size 
and taper, as proposed in multifile rotary systems.3,4,5 
Furthermore, the lack of a preliminary coronal 
enlargement, the greater engagement of the flutes, 
and the higher torque and/or increased applied 
pressure in reciprocating techniques could contribute 
to greater canal transportation.1,2,3,4,5

In contrast, the multifile PTN system seeks to improve 
the strength and flexibility along the active part of the 
file, by incorporating a progressive and regressive 
taper design, and using an innovative off-centered 
rectangular design.6 This specific design enables an 
asymmetric rotary motion intended to decrease the 
screw-in effect, minimizing the contact area between 
the file and the dentinal walls.7 This could be especially 
important when navigating challenging curves in the 
apical region, thus minimizing canal transportation.

Investigations of the shaping effect promoted by 
these new NiTi systems are becoming more important, 
because they help understand how the file design and 
different kinematics affect NiTi system performance.8 
Simulated curved canals in resin blocks have been 
traditionally used to evaluate some aspects of the 
shaping ability, including canal transportation and 
centering ability of different NiTi systems.9,10 However, a 
major limitation of most proposed evaluation methods 
is the need of operator intervention to preselect the 
evaluation points required to ultimately obtain the 
transportation measurements. An interesting root 
transportation analysis in simulated canals has been 
recently proposed. It uses an automatic approach that 
measures the entire simulated canal without operator 
intervention.11 This innovative method offers some 
improvements, including much less operator input and 
reduced bias, thus providing results for the evaluation of 
the whole canal length instead of just preselected slices.

The present study was designed to assess the 
ability of PTN system to maintain the original profile 
of root canal anatomy using simulated curved canals 
in resin blocks. ProTaper Universal (PTU; Dentsply 
Maillefer), R and WO systems were used as the 
reference techniques for comparison. A recently 
published methodological approach was used to 
automatically register the images before and after 
instrumentation and to use a skeletonization algorithm 
to calculate the canal centering ability. The null 

hypothesis tested was that there are no significant 
differences in canal transportation between the PTN 
and the other tested NiTi systems.

Methodology

Digital image acquisition
Forty simulated curved root canals in clear resin 

blocks (Endo Training Blocks ISO 15; Dentsply 
Maillefer), with 2% taper, 10 mm radius of curvature, 
70° angle of curvature and 17 mm in length, were 
randomly assigned to 4 groups (n = 10) according to the 
instrumentation system used: PTN, PTU, R and WO. 
Before performing any instrumentation procedures, a 
round silicon base with a rectangular slot was fit onto 
the microscope base of a color stereomicroscope (1005t 
Opticam stereomicroscope; Opticam, São Paulo, Brazil) 
coupled to a digital camera (CMOS 10 megapixels; 
Opticam, São Paulo, Brazil). The rectangular slot 
matched the exact dimensions of the simulated canal 
blocks. Each specimen was then inserted into the 
slot, and color images were taken and stored in TIFF 
format. Following the instrumentation procedures, all 
blocks were imaged again, using the same protocol.

Ten resin blocks were used as a control group in 
which no instrumentation was performed, in order to 
check the reliability and consistency of the repositioning 
method. In this group, one color stereoscopic image 
of each block was taken. Afterwards, the block was 
removed, and replaced after another image taken.

Instrumentation
In all groups, a stainless steel 10- and 15 K-files 

(Dentsply Maillefer) scouted the canal up to the 
working length (WL), creating an initial and 
standardized glide path.

PTN. The canals were prepared with PTN 
instruments used at 300 rpm with 2 Ncm torque 
(VDW Silver). The X1 (17/0.04) and X2 (25/0.06) files 
were used sequentially at the full WL.

PTU. The canals were prepared with PTU 
instruments used at 300 rpm with 2 Ncm torque 
(VDW Silver). The following sequence was used: SX 
file (19/0.04) (1/2 of the WL); S1 file (18/0.02) (2/3 of 
the WL); S2 file (20/0.04) (2/3 of the WL); F1 (20/0.07) 
and F2 (25/0.08) files (full WL).
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R. The canals were prepared with R25 (25/0.08) 
instruments used according to the pre-setting program 
(RECIPROC ALL), powered by a torque-controlled 
motor (VDW Silver). The instrument was gradually 
advanced in the root canal until it reached 2/3 of the 
WL, and then moved in a slow and gentle in-and-out 
pecking motion with a 3 mm amplitude limit. After each 
three complete pecking movements, the instrument 
was removed from the canal and its flutes were cleaned 
by insertion into a clean stand with a sponge.

WO. WO Primary (25/0.08) files were used similarly 
to the R group, according to the WAVEONE ALL pre-
setting program.

All instrumentation procedures were performed 
by a single operator with experience in rotary and 
reciprocating motions, and only new instruments 
were used. Apical patency was confirmed between 
each preparation step, using a size 10 K-file just 
beyond the WL, and the canals were irrigated with 
1.0 mL sterile water using a 30-G side-vented needle 
(Max-i-Probe; Dentsply Rinn, Elgin, USA) placed to a 
depth just short of binding. After final irrigation with 
1.0 mL sterile water, post instrumentation images 
were performed as described earlier.

Image processing and analysis
All image processing, registration, segmentation 

and extraction of attributes were performed with 
the FIJI open source software interface (Fiji v.1.47n; 
Madison, USA) or one of its associated plugins.12 Image 
processing and analysis were based on previously 
described methodology.11 Briefly, the images were first 
converted to an 8-bit grayscale, after which each pair 
of images (baseline and after instrumentation) was 
registered using the “Rigid Registration” plugin. The 
baseline image was used as the template for the rigid 
transformation. A composite image of the baseline 
and the instrumented canal after registration can be 
seen in Figure 1A.

Each canal (baseline and instrumented) was then 
segmented from the background using an iterative 
polygon tracing tool. Each line segment was defined 
by the user, following the geometry of the canal, 
and aided by an automatic segmentation algorithm 
to appropriately define the edges. After defining 
the polygon, a simple binarization scheme (0 for 

background, 255 for the defined polygon) was applied 
(Figure 1B). A skeletonization algorithm,11 which uses 
a symmetrical erosion procedure to find the centerline 
of the segmented images, was applied. An example of 
the final centerline of each baseline and instrumented 
canals is depicted in Figure 1C. The XY coordinates 
of each skeleton were exported to a spreadsheet, and 
the difference between each XY coordinate for the 
baseline and the instrumented skeleton images was 
calculated using the following formula:

(xb - xi)2 + (yb - yi)22

where: xb and yb are the coordinates for the baseline 
canal, and xi and yi are the coordinates for the 
instrumented canal.

Transportation measurements were obtained by 
converting the values obtained to millimeters (mm) 
with the aid of the microscope magnification scale. 
Transportation values were then averaged for the whole 
canal or for two independent regions (straight and 
curved portions), as seen in Figure 2A, which shows 
the artificial canal image and the regions analyzed.

Statistical analysis
Both canal portions generated several deviation 

values (straight = 26,360 and curved = 33,600), 
corresponding to each pixel evaluated. Each pixel was 
considered as a unit for statistical analysis purposes. 
Considering the data size, a bell-shaped distribution 
was assumed, and a univariate analysis of variance 
(two-way) procedure, with a cut-off significance level of 
α = 5%, was selected, considering the instrumentation 

Figure 1. (A) Composite image of superposition of sound and 
instrumented canals after image registration; (B) Segmented 
instrumented canal; (C) Skeleton of instrumented canal.
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systems and the root canal portion as independent 
variables, and canal transportation (in mm) as the 
dependent. Tukey’s Honestly Significant Difference 
test was used for pair-wise comparisons.

Results
No canal transportation was observed in the control 

group, confirming the reliability and consistency of 
the method. Instrumentation systems significantly 
influenced canal transportation (p = 0.000). Considering 
the overall canal length, R (0.061 ± 0.049) induced 
significantly lower canal transportation compared 
with WO (0.063 ± 0.060), PTN (0.072 ± 0.062) and PTU 
(0.082 ± 0.066) (p = 0.000). Canal transportation was 
more severe in curved canal portions (0.091 0.066) 
when compared to straight portions (0.042 ± 0.037) 
(p = 0.00), as seen in Figure 2B. A significant interaction 
between the instrumentation systems and the root 
canal portion (p = 0.000) indicated patterns of different 
effect for the instruments, according to the canal 
level, as follows: in the straight portion, similar 

canal transportation was observed for WO and R; 
this result was found to be significantly lower for 
PTN; in the curved portion, R produced the lowest 
canal transportation. WO and PTN produced similar 
results. PTU exhibited the greatest transportation 
values in both canal portions (Table).

Discussion
The present study used a recently described 

methodology to study transportation in simulated 
root canals, by comparing images registered before 
and after instrumentation with different systems.11 
This method considerably reduces the bias related to 
a subjective, visually driven or operator-based image 
superimposition scheme and canal transportation 
evaluation,2,3,9,10 since it is virtually not dependent 
on user input, and also gives information on the 
whole canal length, instead of only preselected slices. 
Although the two-dimensional approach represents a 
clear limitation of the method, it is important to point 
out that current three-dimensional-based techniques 
used to evaluate root canal transportation have not yet 
provided fully quantitative volumetric data,5,13,14,15,16,17 
resulting in the evaluation of limited selected slices 
and manual selection of gravity center points.

Simulated artificial canals have already been 
validated as satisfactory models to study the shaping 
ability of endodontic instruments.2,3,4,9,10 These 
models are especially attractive, because they fully 
standardize the canal anatomy. However, there are 
some limitations. These include the difference in 
microhardness between manufactured resin and 
root dentin,9 and the potential side effects created 
by heat generation during instrumentation, which 
may soften the resin material and bind the cutting 
blades of the instruments.2,3,4,9,10,11 For this reason, care 
should be taken before extrapolating these results 
directly to a clinical situation.

During the investigation of the shaping ability 
of NiTi systems, it is important to standardize not 
only the tip size but also the taper of the last file 
used during root canal preparation. For this reason, 
this study used R R25 and WO Primary files for 
the reciprocation systems; while PTN X2 and PTU 
F2 instruments were used in the multifile systems. 
Therefore canal preparation was standardized to 

Figure 2. (A) Schematic representation of the straight 
and curved canal regions evaluated in the present study. 
(B) Mean transportation values in simulated canals for each 
instrumentation group and canal portion.
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a final shape of ISO 25 tip size with a taper of 0.08 
over the first 3 mm for all tested systems, except for 
PTN, which has a taper of 0.06 over the first 3 mm. 
Taper and cross-sectional design could explain the 
better results observed herein in the PTN group, as 
compared with the PTU and WO systems.

The clinical applicability of the current canal 
preparation results using only one instrument is 
indeed very attractive. Reciprocating motion is 
known to improve the canal centering ability and 
to reduce the risk of root canal aberrations.18,19 In 
this study, R system showed significantly less canal 
transportation in relation to the overall canal length. 
Therefore, the null hypothesis tested was rejected. 
It is important to point out that the difference 
between the reciprocating systems (R and WO) 
was numerically very low (0.002 mm), as compared 
with the numerical difference between the mean 
transportation values in reciprocating and multifile 
rotary systems (0.01-0.02 mm), in relation to the 
entire canal length. Despite the fact that R and WO 
instruments have some similarities, such as the 
reciprocating motion per se and the same special 
heat-treated M-wire alloy and tip size,20,21,22 the 
former showed significantly less transportation 
in the curved portion of the canal. These results 
may be explained by their different cross-sectional 
designs; whereas R has a double-cutting edge 
S-shaped geometry, WO has a modified, convex, 
triangular cross-section with radial lands at the 
tip, and a convex triangular cross-section in the 
middle and coronal portion of the file, with a 
larger cross-sectional area when compared to R.20 

This larger cross-sectional area influences the 
bending resistance of the instrument,23 making it 
less flexible and thus increasing the straightening 
trend in curved canals. The larger cross-sectional 
area of PTN and PTU may also substantiate the 
differences between these and R. In addition, 
other variables such as the screw-in effect, which 
usually occurs with active instruments that rotate 
under continuous rotation motion,24,25 and the total 
number of used instruments, may explain the results 
obtained by PTN and PTU herein. Overall, PTU 
system showed the highest canal transportation 
mean (0.082 mm), which may be explained by its 
traditional NiTi alloy, which noticeably affects 
stress-strain distribution patterns and bending 
ability, making PTU much less flexible.

The outperformance showed by the R system 
contrasts with some recent studies, which have shown 
no differences regarding shaping outcomes, compared 
to other NiTi systems.20,21,22 Çapar et al.20 showed similar 
canal curvature modifications among OneShape 
(Micro-Mega, Besançon, France), PTU, PTN, R, WO 
and Twisted File Adaptive (SybronEndo, Orange, 
CA) systems in the mesial root canals of mandibular 
molars, and Saber et al.21 showed no differences in 
the overall shaping ability of R and WO in curved 
root canals using digital radiographs. Bürklein et al.22 
have also shown no differences among R, WO, PTU 
and Mtwo (VDW) systems in extracted teeth using 
digital radiography to evaluate their shaping ability. 
These contradictory results could be attributed mainly 
to the differences in the magnitude of the resolution 
employed by these studies, which are about 10-1 mm, 

Table. Mean, standard deviation (SD) and 95% Confidence Interval (CI) for the interaction between instrumentation systems and canal portion.

Canal Portion Instrumentation System Mean (SD) 95% CI

Straight

WaveOne (WO) 0.028 (0.030) 0.027-0.030a

Reciproc (R) 0.029 (0.023) 0.028-0.030a

ProTaper Next (PTN) 0.050 (0.037) 0.049-0.052b

ProTaper Universal (PTU) 0.060 (0.043) 0.058-0.061c

Curved

WaveOne (WO) 0.090 (0.065) 0.088-0.091B

Reciproc (R) 0.086 (0.050) 0.085-0.087A

ProTaper Next (PTN) 0.090 (0.072) 0.088-0.090B

ProTaper Universal (PTU) 0.100 (0.075) 0.099-0.102C

Different low or capital letters indicate significant differences as depicted from the 95% CI, respectively at straight and curved canal portions.
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compared to the present study, where resolution was 
increased to about 10-3 mm, which can considerably 
increase the effect of small differences among the 
instrumentation systems. Whether the difference 
achieved herein is of clinical significance is a matter 
of further debate. Other factors, including instrument 
design, alloy composition, instrumentation technique 
and root canal anatomy, are also known to cause an 
impact on canal transportation26 and may account 
for the present results.

Conclusion
It can be concluded that PTN produced less canal 

transportation than PTU and WO systems; however, 
R exhibited better centering ability than PTN.
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